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PART I. 



EKEATA. 



Page 8, third line, voeight should read weigh. 

Page 33, eleventh line, diliqueacemt should read deHqmsce/nl; Bottle 
12 should read Box 12. 

Page 35, second paragraph, page 10 should read page 14. 

Page 39, second paragraph, page si should read page 24. 

Page 49, paragraph (e). page 20 should read page 28. 

Page 59, fifth paragraph, page 60 should read page 66; first footnote 
should read Fresenivs 439. 

Page 61, first paragraph, page 52 should read page 60; second par- 
agraph, 'page 70 should read page 76. 

Page 63, second paragraph, page 47 should read page 57, 
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LIST OF ELEMENTS.* 



H 



Hydroe:en = 1. 



Name. 



Aluminium 

Antimony , 

Arsenic ,. 

Barium 

Bismuth 

Bromine 

Boron 

Cadmium 

Cftlcium 

Carbon 

Cerium 

Chlorine 

Chromium 

Cobalt 

Copper 

Fluorine 

Gold 

Hydrogen 

Iodine 

Iron 

Lead 

Lithium 

Magnesium 

Manganese 

Mercury 

Molybdenum 

Nickel 

Nitrogen 

Oxyyen 

Platinum 

Phosphorus 

Potassium 

Silver 

Silicon ^ 

Sodium ' 

Strontium 

Sulphur *. 

Tin 

Titanium 

Tungsten 

Uranium 

Zinc 




Atomic 
Weight. 



27.04 

119.6 
74.9 

136.86 

207.5 
79.76 
10.9 

111.7 
39.91 
11.97 

141.2 
35.37 
52.45 
58.6 
63.18 
19.0% 

196.2 > 
1. 

126.5 
55.88 

206.39 
7.01 
23.94 
54.8 

199.8 
95.9 
58.6 
14.01 
15.96 

194.3 
30.96 
39.03 

107.66 
28.0 
22.99 
87.3 
31.98 

117.35 
50.25' 

183.6 

239.8 
64.88 



Atomic * 
Weight 
Adopted in 
this Edition. 



27.04 
119.6 

75.0 
136.9 
207.5 

79.8 

11.0 
111.7 

40.0 

12.0 
141.2 

35.37 

52.45 

58.6 

63.18 

19.06 
196.2 
1.0 
126. & 

56.0 
206.4 
7.01 

24.0 Y 
• 55.0 - 
199.8 

96.0 

58. & 

14.0 

16.0 

194.3 

, 31.0 

' 39.0 

107.6^ 

28.0 

23.0 

87.3 

32.0- 
117. 3& 

50.25 
183.6 
240.0 

65.0 
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* Meyer Atomgewichte. 



RULES FOR WEIGHING. 

1, Level and adjust the balance. 

S. Always place the substance to be weighed upon the 
iftRia pan— moat conveniently upon the left. 

8, Never place the substance upon the naked pan; 
UAti counterpoined watch-glasses, or a weighed porcelain 
or platinum dish. (Never use paper). 

i. Always bring the balance to a rest, before placing 
upon or removing a substance or weight from the pans. 

5. Use forceps, if possible, in placing upon and remov- 
ing dishes from the pans. 

6. Always handle weights with forceps; never touch 
them with the hand. 

7. Never weigh a vessel or substance while warm. 

8. Never try weights at random; commence with the 
weight nearest to, and less than the substance, and add 
the weight next in succession till the correct weight is 
obtained. 

9. Liquids, and solids which are volatile, or give off 
or absorb moisture when exposed to the air, must be 
weighed in closed vessels. All other substances may be 
weighed in the open air. 



SPECIFIC GRAVITY.* 

The specific gravity of a body is the weight of that 
body as compared with the weight of an equal volume of 
a standard body, which is taken as unity. In all cases of 
solids and liquids, this standard of unity is pure water 
at 60* F. = 15.5' C. 

Water being taken as unity, or one, any other sub- 
stance will be more or less than one. The results are 
expressed in whole numbers and decimals; the decimals 
are carried to the third place. 

Water = 1.000 (one, not one thousand). 

Alcohol = 0.815 

Sand = 2.127 



QraviTnetric Methods of Determining theSpedflc Qravities 

of Solids and Liquids. 

The following classification will serve for a]l solids 
and liquids which are likely to occur in ordinary investi- 
gations. 

1. Liquids, heavier or lighter than water. 

2. Solids, in powder, heavier than water and insoluble 
in it. 

3. Solids, in mass, heavier than water and insoluble 
in it. 

4. Solids, lighter than water and insoluble in it. 

5. Solids, soluble in water. 

Class I. — Liquids, Tieavier or lighter than water. 

Take a specific gravity bottle, clean and dry it; cool 
and weigh. 



• Watta Diet* V-S67. 



8 SPECIFIC GRAVITY. 

Now fill the bottle with distilled water at 60° F., (there 
must not be any air bubbles about the stopper) and again 
weight it. 

It will not be necessary to repeat these weighings 
except in cases of accident. 

Empty and dry bottle, cool and fill with the liquid at 
60° F., (avoiding air bubbles as before) and weigh. 

We thus obtain the weight of an equal volume of pure 
water and liquid thus: 

Let B = sp. gr. bottle, W = distilled water, and L = 
the liquid. 

B + W = 30 grms. B + L = 38 grms. 

B = 10 grms. B = 10 grms. 

W = 20 grms. L = 28 grms. 

To find the sp. gr. of the liquid, divide the weight of 

the liquid by the weight of pure water. 

L 28 

— = — = 1.400 sp. gr. of the liquid; 

W 20 

or, placing it in the form of a proportion, 

20 : 28 : : 1.000 : x, = sp. gr. 

Determine the sp, gr. of the following table reagents: 
HCl--HN03-H(CjH,0a)-KH0— NH4HO— C,H,0. 

Class II.— /SoZtcte, in powder, heavier than water and 
insoluble in it 

{Boxes 1 and 2,) 

Glean and dry the specific gravity bottle, cool and put 
into it from 2 to 5 grms. of the powder and weigh. Then 
fill the bottle with distilled water (avoiding air bubbles) 
and weigh. Besult: 

B + W = 30 grms. B + S = 20 grms. 
B = 10 grms. B = 10 grms. 

W = 20 grms. S = 10 grms. 

B + S + W = 36 grm. W = 20 

B + S = 20 ** W» = 16. 

W* = 16 " W" = 4. 
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"VV = the weight of water which the bottle holds. 
W = ' " ** •* above the substance. 

W^'= •* " " displaced by the substance. 

Displaced water has ihe same volume as the substance 
which displaced it; and since we have the weight of the 
substance, and the weight of the water displaced by it, 
we therefore have the weight of an equal volume of both- 
Applying the rule just given, we have 

S 10 

— = — = 2.500 the sp. gr. of S. 
W" 4 

Class JIL— Solids, in mass, heavier than water and 
insoluble in it 

(Box 3.) 

Suspend the substance from the arm of the balance by 
means of a horse-hair, a:!nd then weigh. Now place a 
beaker of distilled water in such a position that the sub- 
stance hangs freely in it, and again weigh, (see that no 
air bubbles adhere to the substance). 

The loss in weight is equal to that of the water dis- 
placed. Thus 

S in air = 25 grms. 
" water = 15 " 



Loss = 10 " 

which is the weight of the displaced water, = W 

S 25 

— = -- = 2.500 sp. gr. of S. 
W 10 

Class IV. — Solids lighter than water and insoluble- 
in it 

{Boxes 4 and 5.) 

These being lighter than water, will not sink in it; 
therefore some heavy substance must be attached to them,, 
to sink them, and thus displace the water. 



Take sm aa ffxamirifr, wood: 

L Weigbt of mnkec in air = aO. 

wood " =133. 

3. Weigbt of anker -h wood in water = 38. 

4. ** ** ** inwator =44. 

Iwt: — 3wt. 5 Weight of the water displaced ^ _ ^ng^ 
183 — 38 = 115 ^ by ankrar and wood. ) ~ 

Iwt,— 4wt. J Wog^ of the wata: displaced > _ ^jg^ 
50 — M= 6? byankar. J~ • 

W^ — W°^ 5 Weight of Hie wats displaced } _ .^tii 

145—6=139? by wood. ) ~ ^^ ' 

Wood 133 

--— — - = — = 0J66 ap. gr. of wood. 
W™ 139 

Cuk^ Y.— Solids saltMe va water. 

(Box 6.) 
Sdeet some liqnid in which the solid is insoluble, and 



its^. gr. 
Then proceed to detennine the sp. gp:. of the solid 

aeeording to directi<His giren for Class Two,, u^ng this 

liqnid inatead of water. 

(The snbtitance in Box 6 is insc^nble in alcohoL) 
Multiply the sp. gr. thus obtained by the sp. gr. of the 

jliqaid used; the ^rodnet will be the true sp. gr. 



QUANTITATIVE ANALYSIS. 

PRELIMINART STEPS. 

1. Selecting the Sample.— The mode of selecting the 
^(ample will depend upon the object sought. In commer- 
cial work the sample should be so selected as to represent 
as nearly as possible the average quality of the whole. 
This can be best accomplished by pulverizing a large 
•quantity, taken from different parts of the mass, thor- 
oughly mixing the same and then taking from this a 
^small sample for analysis. 

In technical work, pure, clean crystals should be se- 
lected. 

2. MecTianical DttJiw'on.— Substances soluble in water 
•or readily soluble in acids, are only pulverized moderately 
fine; they must be fine enough, however, to insure a 
uniform sample. A porcelain mortar answers for this 
work. Substances not readily dissolved by acids, or sol- 
uble only after fusion, must be reduced to an impalpable 
I>owder with an agate mortar. 

3. Drying the Sample, — The sample, when ready for 
analysis, must be in a definite state, that is, in a condition 
in which it can always be obtained a second time, if by 
accident or otherwise a new sample has to be prepared. 
This is accomplished by drying, which removes the hy- 
groscopic moisture. The mode of drying will depend 
upon certain physical characteristics peculiar to different 
lK)dies. 

•Classification of Substances, with rtference to the mode 

of drying. 

(a). Substances which lose water of constitution or 
•crystallization when exposed to air are dried by pressing 
t)etween folds of blotting paper. 



12 QUANTITATIVE ANALYSIS. 

(6). Substances which only g^ive off water in artifici- 
ally dried air, are pressed between folds of blotting paper 
and then left for some time exposed to the air, protected 
from dust by paper or otherwise. 

(c). Substances which undergo [no change in dry air, 
but lose water at 100° C, are dried in a desiccator over 
HjSO* or CaCl,. 

(d). Substances which give off all their moisture at 
100° C, but undergo no other change, are dried in a water 
bath at 100° C. 

(6). Some substances retain moisture at 100° C, this 
moisture is generally determined and returned as per cent» 



GRAVIMETRIC DETERMINATIONS. 

The crucible which is used for igniting and weighing 
the precipitate must be cleaned, heated, cooled in the 
desiccator, and weighed before each ignition. 

The ash of the filter must also be determined by in- 
cinerating two or more filters till white, and weighing 
the resulting ash. 

Boxl, 

BARiriM CHLORIDE. 

Estimation of Barium, — Take an exact weight (about 
Q.5 grm.*) of the substance, dissolve in 100 c. c. of water, 
acidulate with HCl, boil and add, drop by drop, dilute 
H^O^ as long as a precipitate forms; boil for some time, 
then place to one side until the precipitate has completely 
subsided; filter by decantation and wash with hot water, 
until silver nitrate produces no turbidity in the washings. 

Dry, ignite, cool, add a few drops of HjSO^, ignite 

moderately till fumes are no longer given off, cool and 

weigh. 

Result, BaSO*. 

Calculation, 

BaSO* : Ba : : wt BaSO^ : a; = wt. of Ba found. 
Wt. taken : a? : : 100 : y = per cent, of Ba. 

Estimation of CTitoWrw.-— Dissolve 0.2 grms. in 50 c. c. 
of warm water, add silver nitrate in slight excess, then 
acidify with HNO,, heat and agitata briskly; place the 
beaker for a short time in a warm, dark place, then filter 



*The beginner should never weigh l. grm. or Ji grm., but talce a 
^loantity, near the amount specified, and weigh it carefuliy. Some- 
times a definite amount wili be specified, when from the context it 
^viU be evident that an approximate quantity is intended. 
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14 GBAVIMETRIC DETEBMINATIOSB. 

and wash with hot water. Wash till filtrate gives 
precipitate on adding HCl. 

Dry, remove the precipitate from the filter, incineral 
the filter, then add the precipitate to the ash, cool, add 
drops of HNO„ heat gently, then add 10 drops HCl, heat 
on water bath till dry, then ignite until the AgCl begins' 
to fuse. 

Eesult = AgCl. 

Caleulation. 
AgCl : CI : : wt. AgCl ; a; = 01 in wt. taken. 
Wt. taken : x : : 100 : y = per cent, of CI. 
To remove the fused AgCl from the crucible, p] 
upon it a piece of Zn and add dilut« H,SOt. 

Box 3. 

MAQNESrUM SULPHATE. 

Estimation 'if Maffiiesium Oxide, — Dissolve O.Bgrm, in 
BO c. c. of water, add NH.CI, then NHjOH in excess (no 
precipitate should be formed; if there is, add HCl till 
dissolved; then add !NH,OH in excess); cool, and add 
Bodlum-ammonium phosphate in slight excess; agitate 
brtakly, allow to stand till the supernatant liquid is clear; 
filter and wash the precipitate with a mixture of ona 
part ammonium hydrate and three parts water, until th< 
addition of HNOj aud AgNO, to the filtrate does not 
produce a precipitate. Dry and ignite (commencing with' 
a low heat) until constant weight is obtained. 

If. after ignition, the precipitate ia not pure whiter 
moisten it with nitric acid, and again ignite. 
Hesult - Mg,P,0,. 
Calculation. 

Mg»P,0, : 3MgO : : wt. Mg,P,0, : x - MgO in wt. taken.- 
"Wt. taken : a; : : 100 : y = per eent. of MgO. 

Satitaation qf Sulphuric Acid. — Dissolve 0.5 grm. ia 
c. c. of water, acidulate with HCl, boil and add to it 
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boHing solution of Barium chloride, as long as a precip- 
itate is formed; (now proceed as directed under Box 1 
for the estimation of Barium.) 

Box 3. 

FERROUS SULPHATE. 

Estimation of Metallic /row.— Dissolve 1 grm. in 2&» 
c. c. of water strongly acidulated with HCl, boil, and add 
small crystals of KCIO,, until all the iron is oxidized to 
the ferric salt; continue the boiling and add more HCl if 
necessary, until the KCIO, is decomposed and the solutioa< 
no longer emits an odor of chlorine; cool and add KH40H^ 
in excess; boil, filter by decantation and wash with hot 
water, until silver nitrate produces no turbidity in tho 
washings when acidulated with HNO,. 

Dry, ignite and weigh. 

Besult = Fe,Oj. 

Calculation, 

FejO, : 2Fe : : wt. FCjOj : a? = Fe in wt. taken. 
Wt. taken : x : : 100 : y = per cent, of Fe. 

Box 4. 

CALCIUM CARBONATE. 

Estimation of Calcium Oxide,— Take 0.5 grm., place^ 
in a large beaker, add 30 c. c. of water, cover with a clock- 
glass, then add gradually HGl, till effervescence ceases, . 
heat, add ammonium oxalate in moderate excess, and 
then ammonia in slight excess, boil, remove to a warm 
place, and let stand twelve hours; filter by decantation 
and wash with hot water, until the wash water, acidu- • 
lated with nitric acid, gives no precipitate with silver 
nitrate. 

Dry, ignite at a moderate heat, cool, moisten with^ 

ammonium carbonate, heat to faint redness, cool and 

weigh; repeat this operation until constant weight ig^ 

obtained. 

Besult = CaCO,. 



M OaAYIMETBIG DETEBMINATIONS. 

CdlctUation, 

OuCO, : CaO : : wt CaCO, : x = CaO in wt. taken. 
Wt, taken : x: : 100 : y = per cent, of CaO. 

Xiitimatian of Carbon Dioxide— When CO, is com- 
bined with a base, it is generally determined by loss of 
Wtjlght which the substance sustains, when treated with 
* •tronger acid or acid compound. The more common 
mt^thod is to employ some simple apparatus which will 
permit the expulsion of the CO,, without loss from other 
oauses. The apparatus is charged with a weighed.qoan- 
tlty of the substance conteining the CO,, and with the 
•old which is to expel it, it is then weighed, and after 
weighing, the acid is allowed to come in contact with the 
•ubstance, when the CO, is expelled, the apparatus is 
weighed again; the loss in weight is the weight of CO,. 

Wt. taken : loss : : 100 : a? = per cent, of CO,. 

Box 5, 

SODIUM PHOSPHATE. 

Bstimation of Pfiosphoric ilcw?.— Dissolve 0.5 grm. in , 
■50 c. c. of water, add NH^OH in excess, cool, then add 
magnesia mixture in excess, agitate briskly; after stand- 
ing three hours in a cool place, filter, and wash with a 
mixture of one part NH^OH, and three parts water, 
until the wash water acidulated with HNO,, gives no 
precipitate with AgNO,. 

(The precipitate is slightly soluble in dilute ammonia 
water). 

Dry, and ignite. (For precautions see Box 2). 

Result = Mg, P, 0^. 

Calculation, 

^g,P,0, : P,05 : : wt. Mg,P,07 : x = PjOj in wt. taken. 
Wt. taken : a? : : 100 : y = per cent, of PjQj. 
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Box 6. 
ARSENIOTJS ANHYDRIDE. 

Estimation of ilr^eww.— Dissolve 0.5 gnn. in KHO, 
with the aid of heat; acidulate with HCl, maintain the 
heat at 70" C, and pass H^S gas through the solution for 
one hour, filter and wash with hot water. If As, S, ad- 
heres to the tube and beaker, dissolve it in NH^OH and 
reprecipitate with dilute HGl, and transfer it to the filter. 
Dissolve the moist precipitate on the filter with cold 
NHaOH, to this ammoniacai solution add cold dilute HGl 
rintil the solution is moderately acid, filter through coun- 
terpoised filters, and wash with water. Dry at 100° C, 
cool and weigh. 

Result = ASjSj. 

Calculation, 

ASjS, : ASj : : wt. ASj^Sj : a? = As in wt. taken. 
Wt. taken : x : : 100 : y = per cent, of As. 



VOLUMETRIC ANALYSIS. 

Volumetric analysis is a methcHl for determiniii 
quantity by measure. The reagent and the materii 
under examination must tlierefore be in solution. 

The reagentH which must have an exact and know! 
Btreii({th are called Standard Solutions. 

These are divided into 1, empirical. 2. nokmai,, 

Smpirtcal Solutionis, are used for estimating one e 
ment only. They are prepared without reference to tb 
atomic weights, and are generally of such strength, t 
1 c. c. = I per cent, or the fraction of a per cent, wha 
titrating a given weight of the unknown. 

Noriaal Solutions, are used for estimating all elementi 
with which they produce a distinct reaction. They ar 
prepared so that a given measure contains an i 
atomic weight. 

Normal Solutions, are prepared so that one litre at 16 
C, shall contain the hydrogen equivalent of the active r 
agent weighed in grm.?. (H — 1). If the substance I 
univalent the full atomic weight Is used, if bivalent onq 
half, and if trivalent one-third. This rule does not hoi 
good in all cases, and the whole, or, an aliquot part c 
the atomic weight of the reagent must be taken, depenc 
ing upon its peculiar reaction in any given analysis. 

Solutions of less strength than the normal will ofte 
be required. These solutions may be shortly designate 
as N normal; J seminormal; J quintinormal; fl, decinoi 
mal; igp centlnormal. 

Titrate, is the term applied to the method of eatimiit 
ing quantitatively the amount of pure substance coq< 
tained in a given substance or solution, by a standard a 
titrated solution. 

S7id reactioH, is the term applied to that point In th 
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Operation where no further change takes place between 
the known and the unknown. The end reaction must be 
manifest to the eye, either by some change in the solution 
itself, or by an indicator. Reagents which produce no 
visible change, cannot be used to prepare standard solu' 

Normal factor, is used to express the amount in grma 
«f the active reagent in 1 c. c. of a normal solution. 

CLASSIFICATION OF METHODS. 

(1). Analysis by saturation, or acidlmetry and alka- 
^metry. 

(2). Analysis by oxidation and reduction. 

(S), Analysis by precipitation. 

Alkalimetry and Aeidimetry — or the methods for esti- 
mating the per cent, of actual alkali or acid in a given 
solid or solution. 

The end reaction in these determinations is not mani- 
fested by the solution itself, hence an indicator must be 



Phenolphthalein—\9 a yellowish powder, soluble in 
alcohol. To prepare a solution for use dissolve .010 gna. 
!. c. of 50 per cent, alcohol. One or two drops is 
ButBclent for each titration. Acids produce no change In 
bolor, alkalies produce an intense purple-red. 

This, though perhaps not the best indicator, has been 
found to work well in the hands of beginners, on account 
t its great sensitiveness. 

It cannot be used for titrating ammonia, or the caus- 
ae alkalies when ammoniacal salts are present. Cold or 

y moderately warm solutions must be used in titrat- 
ing, oxalic, citric, tartaric, acetic and other organic acids, 
)irith potassium or sodium hydrate. Hot solutions must 
lie used in titrating alkaline and earthy hydrates, carbo- 
^tets, and bicarbonatrs,and sulphides, with mineral acids. 
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In preparing standard aolutiona, it is not always p 
sible to obtain the reagent in a definite and permanent 
form, BO that tbe exact amount required can be weighed 
or measured out. In auch cases ttie standard is obtained 
by titrating the reagent with some standard solution, 
and then calculating the dilution required to bring the 
reagent to the standard. The volumes of all standard 
aolutiona of a given class (aa flr) must be equal, that is 
1 c. c. of a given fl, solution muat exactly neutralize 1 c. c. 
of an A solution of the opposite kind. 

In preparing ^ solutions for this part of the work, vre 
will commence with oxalic aaid, since this acid can be 
obtained in a definite and permanent form. 

ft OXALIC AOID. ~ 

CjOiHp aH,0 - 126 -^ 3 = 63. 6.3 grms. per litre. 

Weigh out exactly 6.3 grms of the freshly prepare 
crystals of oxalic acid, dissolve in water, and dilute t 
one litre. 

Each c. c. contains .0063 grms of the acid; therefora 
JXI63 is the decinoimal factor of oxalic acid. 

^ POTASSIUM HYDKATE. 

KHO = 56. 5.6 grma. per litre. 

Take 50 c. c. of the table reagent, and dilute wit| 
water to 600 c. c, cool, and titrate with ft oxalic acid, I 
follows: Take 5 c. c. of the KHO solution, add 2 drops o 
the indicator, and run in gradually from a burette ft ox- 
alic acid, until a drop just disperses the red color. Make J 
at least six titrations and take the average result. 

Example for Caiaiilatiny the Dilution.— Ha-ppoae 5 
of the KHO solution required 8 c. a. of the ft oxalic a 
to produce the end reaction, or to neutralize it. Tbe p< 
ash solution is therefore the stronger and must be diluted 
with water, ao that 5 c. c. of It will require just 5 c. c. e 
the ft oxalic acid to neutralize it; when so diluted, it will 
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be an A solution, for, as we have said, A solutions are all 
equal, and 1 c. c. of any ^ solution can be substituted for 
1 c. c. of any other ^ solution of the same nature. 

The graduated cylinder has left in it 550 c. c. of the 
EIHO solution; how many c. c. of an A solution will it 
make? 

5 c. c. : 8 c. c. : 550 c. c, : x = 880 c. c. 

Kow add water to the 550 c. c. until it has been raised 
to 880 c. c, mix thoroughly, and again titrate with the A 
oxalic acid; the solutions should be equal. 

Each c. c. contains .0056 grms KHO. 

Burettes with glass taps must not be used for measur- 
ing caustics. 

ft SULPHURIC ACID. 

H^O^ = 98 H- 2 = 49. 4.9 grms per litre. 

Take 5 c. c. of the table reagent, dilute with 300 c. c. of 
water in a porcelain dish, transfer to the graduated cylin- 
der, cool, and titrate with ft KHO solution; see direc- 
tions for titrating and making an ft solution of KHO. 

Each c. c. contains .0049 grms. H^O^. 

ft NITRIC ACID. 

HNOs = 63. 6.3 grms. per litre. 

Take about 5 c. c. of the table reagent, dilute with 200 
c.c. of water, and titrate with ft KHO solution; see 
direction for H^O*. 

Each c. c. contains .0063 grms. HKO,. 

(The HNOg must be free from nitrous fumes). 

NORMAL OXALIC ACID. 

Take 6.3 grms., dissolve in 80 c. c. of water, and dilute 
to 100 c. c. 

NORMAL SODIUM HYDRATE. 

Take about 15 grms. NaHO, place it in a porcelain 
dish, dissolve in 150 c. c. of water, cool, transfer to a grad- 
uated cylinder, and titrate with normal oxalic acid. 
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From the results calculate the dilution necessary to make 
a normal solution. 

NORMAL TABTABIO AOID. 

Take about 20 grms. tartaric acid, dissolve in 150 c. c. 
of water, cool, and titrate with normal sodium hydrate. 

Titrations, 

All material, whether solid or liquid, which is to be 
titrated for the per cent, of any given element, must be 
weighed. 

For convenience in weighing, dissolving, or diluting, 
select a two-ounce, globe-shaped flask, clean, and dry, and 
then graduate by running into it, water, from a burette 
till a distinct meniscus is formed in the neck, and an even 
number of c. c has been used; mark this point by a label 
which bears the number of c. c, used. 

This we will call the weighing flask. 

TITRATION OF HYDROCHLORIC ACID. 

HCl = 36.37. ft factor = .003637. 

Take about 5 c. c. of the table reagent, place it in the 
weighing flask, and weigh; dilute with water. 

Mix thoroughly, cool, and dilute to the mark. Fill a 
glass tap burette with this solution, and a Mohr's burette 
with ft KHO. 

Eun into a small beaker 5 c. c. of the HCl solution, add 
two drops of the indicator and titrate with the ft KHO; 
repeat the titration three or four times and take the aver- 
age result. 

Calculation. 

To find the per cent, of HCl. 
HCl taken, weighed 5.6 grms. Weighing-flask holds 60 c. c. 
20 c. c. of ft KHO were required to neutralize 5 c. c. of the 

diluted HCl. 
5 c. c HCl : 20 c. c. ft KHO : : 60 c. c. : a? = 240 c. c. ft 

KHO. 
Therefore 240 c. c. ft KHO would be required to neu- 
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tralize 5.6 g^rms. HGl (that is the 60 c. c); or by diluting 
the 60 c. c. with water to 240 c. c. we would have an ^ 
solution of HCl. 

1 c. c, of an Hf HCl contains .003637 grms. HCl, there- 
fore, 1 : .003637 : : 240 : y = 0.87288 grms. HCl in wt. taken. 

Wt. taken (5.6 gnrms.) : 0.87288 : : 100 : 21 = per cent. 
of HCl = 15.58. 

Volatile liquids, as NH4OH and HC^ must be weighed 
in well stopped bottles. 

The titration of Acetic Acid by a standard caustic 
alkali is not rigidly exact, for neutral acetates have an 
alkaline reaction. 

Titrate the follotoing table reagents : 



HNO, 


ft factor — .0063 


HCl 


" = .003637 


C,0,H, 


" = .006 


KHO 


" = .0056 



Boxl. 

CITRIC ACID. CeOTHg + H,0 = 210 ^ 3 = 70. 

ft factor = .007 

Dissolve about 0.2 grm. in water, in the weighing 
Hask, and dilute to the mark, then titrate with ft KHO. 

Box 2. 

SODIUM CARBONATE. Na, COg. 

To be titrated for Na,0 = 62 h- 2 = 31. 
ft factor of Na^O = .0031. 

Place about 0.5 grm. in the weighing flask, dissolve in 
water and dilute to the mark. 

Take 5 c. c. of this solution in a small beaker, add some 
water, then add two drops of the indicator, and run in 
from a burette ft H^SO*, % c. c. at a time (boiling after 
each addition) till the H,S04 is in excess; boil at least Ave 
minutes after the last addition of H,S04. ;^ow titrate 
ll^ack the excess of H,S04 with ft ESQ, A drop or twQ 
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of the indicator may be required from time to time dur- 
ing^ the titration. 

The difference between the H.SO^ and KHO used, is 
the amount of H^SO^ required to neutralize the 5 c. c. 

Box 3. 

SODIUM BICARBONATE. NaHGOg. 

To be titrated for NaHO = 40 
A factor of NaHO = .004 
Follow directions for Box 2. 

Box 4, 

OALCITTM CARBONATE. CaCO,. 

To be titrated for CO, = 44 ^ 2 = 22. 

Normal factor for CO, = 0.022 

Take about .05 grm. ir a large beaker, add water 

enough to cover the bottom of the beaker, then titrate 

according to directions given for Box 2, using normal 

HNO, in place of ft H,804. 

Bottle 5. 

SOLUTION OF CAUSTIC POTASH AND SODA. 

(Must not be weaker than a normal solution). 

Normal factor of KHO = .056. 
Normal factor of NaHO = .04. 

Place about 10 grms. in a flask (must not dilute), run 
in from a burette normal tartaric acid, till neutral or 
faintly acid, note the number of c. c. used, and then run 
in just as much more. This will form a bitartrate of pot- 
ash and soda; cork the flask and shake violently for a few 
minutes, this will cause the potassium bitartrate to sep- 
arate almost completely, since it is insoluble in sodium 
bitartrate. Filter and when the filtrate has all passed 
through, rinse out the flask with 5 c. c. of water and pour 
it on the fllter; when all has passed through, titrate the 
filtrate with normal NaHO; the number of c. c of normal 
NaHO required, equals the soda in the mixture, 
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Calculation. 

10 grms. of the solution were taken. 5 c. c. of normal 
NaHO were used; 5 x .04 = 0.2 grms. of NaHO in wt. 
taken. 

10 : 0.2 : : 100 : a? = 2 per cent, of NaHO. 

24 c. c. of normal tartaric acid were used; 24 c. c— 10 
c. c. (the amount of tartaric acid in combination with 
soda as bitartrate) = 14 c. c. the amount of acid in com- 
bination with the potash as bitartrate; 14 c. c. -^ 2 = 
7 c. c, the amount of normal acid required to make a neu- 
tral tartrate of the potash. 

7 X .056 = .392 grm. KHO in wt. taken. 
10 : .392 : : 100 : 2^ = 3,92 per cent, of KHO. 



OXIDATION AND REDUCTION. 

The most available oxidizing reagents are 
KMnO*, KgOrgOy, and I. 
' The most available reducing reagents are 
FeSO*, CAH,2H,0, HjSOs, Na.SjOs. As^O,, and SnClj. 

ft POTASSIUM PERMANGANATE. 

KMnO* = 158 -!- 5 = 31.6. 3.16 grms. per litre. 

Select some clean crystals, dry them for forty-eight 
hours in a desiccator over H^SO^; then weigh out 3.16 
grma., dissolve in water and dilute to one litre. If the 
salt is pure, the solution will be ft; but as this is not 
always the case it must be titrated with some reducing 
reagent which has a definite and constant composition, 
ft KMnO^ cannot be used when there is much free HCl 
present in the solution to be titrated, for free HGl reduces 
the permanganate. 

In preparing standard solutions it is never safe to rely 
upon a solution made by taking a required weight, for 
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there may be some impurity in the reagent. The solution 
•bould always be compared with one or more solutions of 
the opposite kind. 

TITEATION OF PERMANGANATE. 

(a) With A Ferrotis /SwZp/^te.— Measure with a pipet- 
te, 6 c. c. of A FeSO^ into a small beaker, add some dilute 
llfiOi (1 to 5), and titrate with the ^ permanganate, till 
a faint, permanent permanganate color is produced, (use 
a glass tap burette). 

Reaction. 

lOFeSO^ + 8H,S04 + 2KMn04 = 5Fe8(SOJs + 
2MnS04 + KjSO* + 8H,0. 

(6) With ft Occalic Acid,— YoWow directions given 
under (a); (warm the oxalic acid to 60° C, before titrating^). 

Redction. 

6C,H,0^ + 3H,S04 + 2KMn04 = K,SO, + 2MnS04 

+ 8H,0 + lOCO,. 

(c) With ft Sodium Hyposulphite.— Me'dsure into a 
flask one ounce of K I— table reagent— (which has no free 
iodine), add 2 c. c. HCl (1.16), dilute largely with water, 
then run in 5 c. c, of ft KMnO^, cork the flask, and 
shake thoroughly; (must be kept cold), now titrate with 
ft sodium hyposulphite, until the solution is colorless, 
then run in ft KMnO^, one drop at a time till the iodine 
color re-appears. 

ft POTASSIUM "bichromate. 

K,Cr,Ot = 294.9 -f- 6 = 49.15. 4.915 grms. per litre. 

Weigh .4.915 grms. of the pure crystals, dissolve in 
water, and dilute to one litre. 

Bichromate possesses the advantage over permangan- 
ate, that it is absolutely permanent in solution, may easily 
be obtained in a pure state, may be used in a Mohr's 
burette, and can be used in the presence of free sulphuric 
or hydrochloric acid. It possesses the disadvantage, In 



VOLXyMETMC ANALYSIS. 27 

that, it requires an indicator, and cannot be used in the 
presence of zinc. 

Indicator Required, 

Potassium Ferricyanide, — must be freshly prepared, 
and so dilute, that when a drop is placed on a marble slab 
it shows but a faint color. 

TITRATION OF BICHROMATE. 

(a) With flr Ferrous 8ulp7iate,—MesLsuTe, with a pip- 
ette, 5 c. c. of ft FeS04, into a beaker, add some dilute 
H,804 and run in ft KjCraOy, till a drop, brought in con- 
tact with a drop of the indicator on a marble or porcelain 
slab fails to give a blue color. 

Reaction. 

GFeSO^ + 7H«SP, + K.Cr.OT = 3Fe,(S0A + K.SO^ 

+ Cr,(SO,), + 7H,0. 

(6) With ft Sodium Hyposulphite — according to direc- 
tions given under titration of permanganate (e). 

ft IODINE. 

Iodine = 126.5. 12.65 grms. per litre. 

Place in a glass stoppered bottle about three grms. and 
weigh. (The bottle must be kept closed while weighing 
to prevent the iodine, which is very volatile, from injur- 
ing the balance). Prepare a solution of KI by taking ten 
grms. and dissolving it in 100 c. c. of water; transfer the 
iodine to the graduated cylinder, rinsing the weighing 
bottle with this solution; shake the cylinder till the iodine 
is dissolved. 

To calculate the dilution. 

12.65 : 1000 : : wt. taken : x, x = dilution. 

This solution changes after standing some time, and 
must therefore be often tested. 

TITRATION OF IODINE. 

(a) With ft Sodium Hyposulphite, — Take 5 c. c. of ft 
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sodium hyposulphite, add a few drops of starch indicator, 
and run in the iodine solution till one drop produces a 
permanent blue color. (The solution most not be heated). 

Reaction. 

2Na,S,0, + 21 = 2NaI + Na.S*©.. 

(c) With fly Araenicms Acid,—T9^Q 5 c. c^ of A arsen- 
ious acid, add starch indicator and titrate; (as given under 
(a) ). 

Reaction. 

As.Oa + 2Na,0 + 41 = As.Oj + 4NaL 

STARCH INDICATOR. 

Take one part of starch, triturate in a mortar with 
cold water, then pour over it 200 parts of boiling water, 
and boil a short time; allow it to cool and settle, then 
draw off the clear liquor for use. 

ft FERROUS SULPHATE. 

Weigh out one or two grms. of clean, fine, soft, iron 
wire, dissolve in dilute HgSO^ by the aid of heat, in a 
small fiask closed with a cork through which passes a 
glass tube drawn out to a fine point at the upper end; 
when dissolved, transfer to the graduated cylinder, and 
dilute according to the following proportion: 

5.6 : 1000 : : wt. taken : x. x = dilution. 

Since pure iron wire cannot readily be obtained, it is nec- 
essary to ascertain the per cent, of impurity and deduct 
the same from the amount taken. 

The AmmoniO'ferrous Sulphate is a good and conven- 
ient substitute for the ferrous sulphate. The formula of 
this salt is, FeCNHJaCSOJ,, 6H,0, consequently it con- 
tains one-seventh of its weight of iron. 

Pr^aration.— To 50 c. c. of water add 12 c. c. of strong 
H,S04 and divide into two equal portions. Place one 
portion in a fiask, add a slight excess of small nails, free 
from rust, and allow the fiask to stand in a warm place 
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over night. In the morning add enough water to restore 
the solution to its original bulk, warm at 70° C, till the 
evolution of hydrogen has ceased or nearly ceased, add- 
ing water from time to time if necessary; now filter 
through a warm funnel into a warm dish. 

To the other portion add ammonium carbonate in 
lump till violent action ceases, then warm and add it in 
powder till the solution is neutral, and filter if necessary. 
Mix the two solutions in a beaker, h^at to 80° or 90° C, 
mix thoroughly, add a few drops of H^SO^ if the solution 
is not already acid, then pour into a porcelain dish, and 
stir till cold. Allow to stand some hours, decant the 
mother-liquor, transfer the bluish-white powder to a fun- 
nel and apply suction; wash three or four times with 
alcohol, and then dry on filter-paper, without heat, till 
the powder will run like sand. Preserve in ground-stop- 
pered bottles. 

flf AMMONIO- FERROUS SULPHATE. 

Take 3.92 grms., add 5 c. c. H^SO^, and dissolve in 
water, and dilute to 100 c. c. 

For testing the strength of permanganate or bichro- 
mate solutions, take about 0.5 grm. of the iron s^lt, dis- 
solve in water acidulated with H^SO* and titrate. 

^ SODIUM HYPOSULPHITE. 

Na^SjOa, 5H,0 = 248. 24.8 grms. per litre. 

First powder and dry a quantity of the salt by press- 
ing between folds of blotting paper, then weigh 24.8 grms., 
dissolve in water, and dilute to one litre. 

Directions for titrating are given under " ft Perman- 
ganate and Iodine." 

The solution should be kept in the dark; after a time 
it undergoes a slight amount of oxidation, and sulphur 
deposits on the bottle. This it is said can be prevented 
byi'adding two grms, of Ammonium Sesquicarbonate or 
a little caustic soda to ti litre of the solution. 
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Aarsenious anhydride. 

ASjiO, = 198 -f- 4 = 49.5. 4.95 grms. per litre. 

Weigh approximately 3 grms., place it in a flask, add 
85 grms. of pure Sodium Bicarbonate, and about 250 c. c. 
of water; boil till dissolved, cool, decant the clear solution 
Into a graduated cylinder; titrate with ^ Iodine, and 
(Uihnilate the dilution required to make an ^ solution of 
the AsjjOj. After diluting again titrate with ft Iodine 
to make certain of its accuracy. 

BoxQ. 

OXIDE OF IRON. 

To be titrated for Fe by ft KMnO^. 
ft factor of Fe = .0056. 

Weigh out 0.5 grm., place it in a porcelain dish, add 
strong HCl, mix thoroughly, cover with a clock glass 
and heat at 100*' C. till dissolved; cool, then add strong 
IIjSO^ and evaporate till SOj fumes appear, cool, add 
water and dilute the solution to a given number of c. c, 
measure 10 or 20 c. c. into a beaker, dilute with water, 
add Zn, and enough H^SO^ to produce a brisk evolution 
of hydrogen; warm and allow the action to go on until 
the FCjOs IS all reduced to FeO» remove the Zn, and 
heat till the bubbles are all removed, then titrate with 
ft KMnO^. 

Note : The Zn should always be tested to ascertain if 
it has reducing power; and if it has, this must be deter^ 
mined, and the amount of KMnO^ which a given weight 
will reduce, deducted from the total KMnO^ used. 

Boxl. 

IRON ORE. 

To be titrated for Fe by ft NajSjOj. 
ft factor of Fe = .0056. 

Pulverize the sample very fine with an agate mortar, 
dry at 100" C. then weigh 0.5 grm., digest in a flask with 
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strong HCl at 100° C. When dissolved, cool, transfer to a 
g^raduated cylinder and dilute to 200 c. c: take 5 c. c, dilute 
largely, add 3 c. c. of a one per cent, solution of Copper 
Sulphate, and two drops of KCyS, now titrate with ft 
Na,S,08 until the red color disappears. 

The solution must be cold, and must remain clear. 

The copper is alternately reduced by the Hyposulphite 
and oxidized by the Fe,Cle. 

Also titrate the same solution for Fe in the following 
manner: Take 5 c.c.boil and run into it from a burette a 
solution of SnClg (50 grms. to 500 c. c. of % strength HCl) 
one drop at a time, till all the FejOj is reduced to FeO, 
and the tin solution is in slight excess; now add 10 c. c. 
of a cold saturated solution of HgCl,, (60 grms. per litre) 
shake well, and titrate with ft K,Cr,07. 

Box 8. 

FERROUS AND FERRIC OXIDES. 

To be titrated for FeO, ft factor = .0072 
To be titrated for FegOa, ft factor = .008 

Pulverize in an agate mortar, and dry at lOO** C; weigh 
out 1 grm., place it in the weighing flask, add strong HCl 
close the flask with a cork, through which passes a glass 
tube; digest at lOO"* C till dissolved, cool, and dilute to the 
mark. 

Measure out 10 c. c. and titrate as quickly as possible 
with ft KgCrjjOt; this will give the FeO. 

Measure out 10 c. c; reduce Avith SnCl, and titrate total 
Fe. Deduct the amount of FeO obtained by the first tit- 
ration and figure the remainder as Fe^Oj. 

Box 9, 

ARSENIOUS ANHYDRIDE = 198. 

ft factor of AsjjOj = .00495 
ft factor of As = .00375 

Weigh out 0.2 grm., and dissolve it in 50 c. c. of a sat- 
urated solution of pure sodium bicarbonate, with the aid 
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of heat; cool and dilute to a given number of c.c; meas- 
ure out samples, and titrate with fl^ iodine and starch. 

This method gives the ASgOg only and not the ASgOs 
which is always present in the commercial article. If 
the As^Os is to be estimated it must first be reduced to 
ASgOj by SOg gas. 

Bottle 10. 

TINCTURE OF IODINE. 

Iodine = 126.5. ft factor = .01265. 

First test the sample to see whether it is a simple or 
compound tincture by adding water to a small portion, 
which will produce a precipitate in the former but not iix 
the latter. If it is a simple tincture, dry the weighing* 
flask, then put into it a few c. c. of the tincture and weighs 
now add some KI solution, and dilute to the mark. If it> 
is a compound tincture, weigh without the above precau — 
tions, and dilute with water. 

Now measure out samples and titrate with ft Na^SjOj, 
also with ft ASgOj. 

Bottle 11. 

BLEACUING POWDER = CSL^KjOfil^, 

ft factor = .003537. 

Commercial bleaching powder consists of a mixture of 
calcium hypochlorite Xthe true bleaching agent), calcium 
chloride and nydrate, and in some cases calcium chlorate. 

It is generally valued and sold in this country by its 
per-centage of chlorine. 

Weigh 5 grms. and triturate it in a porcelain mortar 
with water; pour the milky liquid into a graduated cylin- 
der, triturate the residue with water, and repeat the oper- 
ation till all has been transferred to the cylinder, then 
dilute to 500 c. c; shake well and take of the milky liquid 
10 c. c, and run into it an excess of ft AsgOj (20 c. c), 
shake well, add starch indicator and titrate back the 
excess of ASgOj with ft Iodine. 
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BY PRECIPITATION. 

ft SILVER NITRATE. 

AgNO, = 169.66. ll).966 grma. per litre. 
Diesolve 4.2418 grms. in water and dilute to 250 c. C. 

^ SODltTM CHLORIDE. 

NaCl = 58.37. 5.837 grms. per Utre. 
Dissolve 2M8 grams, in water and dilute to 600 c. c. 

f„ AMMONIUM StTLPHOGYANATE. 

NH.SCN = 76. 7.6 grms. per litre. 
This solution cannot be prepared by weighing the salt, 
owing to its diliqueacent nature; therefore dissolve about 
grms. In 400 c. c. of water and adjust by titrating with 
i j( AgS'O,, (see directions given below). 

Indicators, 
(a) Jfor*ma1!Poia*riMinCftromffl*e.— (K,CrO,),(itmust 
be free from chlorine). Make a cold saturated solution; 
be used only with neutral solutions and in titrat- 
ing chlorine in chlorides. 

(6) Ammonia Ferric Alum.— Hake a saturated solu- 
tion. 

TITRATION OF HILVEK NITRATE, 

(1) With A Sodium CAiortife.— Place 5 c. c. of A NaCl 
In a beaker, add 2 drops of indicator (a), and titrate with 
ft AgNOg till a faint, permanent red precipitate la 
formed, 

(2) With fii Ammonium SuIphoct/anate.—Pl!i.Ge 5 c, c. 
of ft AgNOj in a beaker, add 3 drops of indicator (b) and 
about 1 c. c. of HNOg, titrate with ft sulphocyanat€ till a 
faint permanent red color is produced. 

Sottle 12. 

SOCrUJI CHLOHIDE. 

To be titrated for CI. ft factor of CI = .003537 
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Dissolve 0.5 grm. in the weighing flask with water, 
dilute to the mark; measure out several samples and 
titrate with ft AgNOj, using indicator (a). 

Bottle 13. 

SILVER NITRATE SOLUTION. 

To be titrated for Ag. ft factor of Ag = .010766 

(1) Take 3-5 grms. of solution, and titrate with ft sul- 
phocyanate, without dilution. 

(2) Take known weight of silver solution in a beaker; 
run in excess of ft NaCl; add Indicator and titrate back 
with ft Ag NOs. 

Bottle 14. 

Hydrocyanic Acid, HCN = 27. ft factor = .0054 

Weigh about 5 grms. in a tightly stoppered flask, then 
add a solution of KHO till decidedly alkaline and dilute 
largely; now run into the whole solution, ft AgNOj till a 
slight permanent precipitate remains. 

Reaction. 

2KGy 4- AgNOa = KCy,AgCy + KNO, 

(no precipitate), + AgNoj = precip = 2AgCy + 2KN0| 



GRAVIMETRIC SEPARATIONS. 

Boocl. 
SILVER COIN = Ag + Cu (+ traces of Au & Pb). 

Clean the sample by washing with KHO, or NH^OH^ 
then with water, dry, cool, and weigh; place it in the 
weighing flask, dissolve with HNOj (avoiding an excess), 
cool, and dilute to the mark. 

Take 30 c. c. of this solution, heat to 70° C, and add HCl 
as long as a precipitate is formed (^ large excess of HCl 
must be avoided); stir thoroughly, let it stand in a dark 
place till the precipitate has fully settled, filter by decan- 
tation, wash first with hot water acidulated with HNO^ 
then with pure water, dry, etc. (See page 10). 

Ketum the per cent, of Ag. 

Boil the filtrate, remove the lamp, add gradually KHO 
solution till strongly alkaline, boil for 15 minutes, filter 
and wash by decantation with hot water, until the wash 
water gives no precipitate with AgNOj. Dry, ignite and 
weigh. Kesult = CuO. 

Keturn the per cent, of Cu. 

Titrate a portion of the original solution with ft sul- 
phocyanate, as a check upon the gravimetric determina- 
tion of the silver. 

Box 2. 

BRASS = Cu. + Zn. (+ traces of Sn. and Pb.). 

Take about 0.2 grm., dissolve in HNOj, evaporate to 
dryness, moisten with HNOs, add water, and heat. If 
there is a residue, filter. 

Res. (a) = SnOa. Dry, ignite and weigh, result = 
SnO|; return the per cent, of Sn. 



\ 
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Filt (a) = Cu. Zn. Pb.; add 3 c. c. H^SO*, evaporat>^^ 
a porcelain dish till copious white fumes of SOj are gL ^^©^^ 
Qff, cool, add 50 c. c. of cold water; if there is a resic^^®* 
add 20 c. c. of alcohol, filter and wash with dilute alcc^ ^^^ 
<1 to 4). 

Pp, (h) = PbSO^, dry, ignite, cool, add a few drop*- ^^ 
HaS04, cover the crucible, heat moderately till excess^ ^^ 
H,S04 is driven off; then ignite strongly. Eesult = 
PbS04; return the per cent, of Pb. 

Filt (b) = Zn. Cu.; heat on the water bath until tt^^ 
alcohol is expelled, cool, dilute to 100 c. c, add 1 c. c. lEta' 
SO4, boil then add gradually a solution of sodium hypo* 
sulphite (avoiding a large excess) as long as a black pr^' 
cipitate continues to form; filter, and wash thoroughly 
with hot water.* 

Pp, (c) = Cu,S, dry, remove the precipitate from th6 
filter, incinerate the filter thoroughly, add the precipitate, 
and an equal bulk of sulphur, mix thoroughly, cover the 
crucible, ignite, moderately at first, finishing with a dull 
red heat; all the sulphur will be burned off in about 5 
minutes. 

Result = CuO, CUjS; a mixture of the oxide and sul- 
phide. CuO = 79.98 per cent. Cu. and Cu,S = 79.87 per 
cent. Cu. Return the per cent, of Cu. treating the result 
as CUjS. 

Filt (c) = Zn.; add HNO„ evaporate to a small bulk, 
filter to remove the separated sulphur, transfer the fil- 
trate to a large porcelain evaporating dish, boil, add a 
solution of NaHCOj till strongly alkaline, boil, wash by 
decantation, and afterwards on the filter with hot water. 

Pp, (d) = ZnCOs, dry, incinerate the filter, add the 
precipitate and ignite. Result = ZnO. Return the per 
cent, of Zn. 

Box 3. 

PARIS GREEN. 

Aceto-arsenite of copper = 3 (CuOASjO,), Cu(CjH80j),. 



•Fresenius 469, Classen 61. 
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Weigh out 1 grm., add cold NH.OH, and atir till all 
' Uie green particles h^ve iMs.'jolved. If there is a residue, 
filter through counterpoiBed filters. 

w. (o) = insoluljle matter, dry at 100° C. and weigh. 
Beturn the per ceot, 

Filt. (a) = Cu. As;add HCl till nearly neutral, then 
yellow ammonimn sulphide, and digest at a moderate heat 
for one-half hour, decant the supernatant liquid on a 61- 
ter, and to the residue add more ammonium aulphide and 
digest; Alter and wash with water, to which a little am- 
monium sulphide biis heen added. 

Pp. (6) = CuS; dry, ignite and weigh, 
Eesult = CuO, Cu^. Return the per cent, of Cu. 

MU. (b) = As; add dilute HCl, cautiously, to acid 
reaction; warm, pass H,8 gaa for one half hour; filter, 
(reject the filtrate) dissolve the precipitate with KHO, 
filter to remove the free sulphur, then pass into the solu- 
tion chlorine gas, for one hour, (the solution must be kept 
alkaline), now acidulate with HCl (the solution must 
in clear), add NHjOH in excess, and then magnesia 
mixture in excess, let it stand 12 hours, filter through 
tared with filters, wash with a mixture of 1 part NH,OH 
and 3 parts water. 

Pp. (c) = MgUHjAsO* + 6H,0; dry at 102° to 103° 
,C and weigh; repeat the drying till constant weight is 
j0btained, 

Besult = (MgNH.AsOJ,, H.O. 
Return the per cent, of As. 

Box 4. 

BAKING POWDKK. 

The value of a powder depends, jjrst, upon the amount 
of CO,, which a given weight will give oft when dissolved 
in water; second, upon the solution thus formed being 
.neutral; third, upon its purity. 
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Composition of some of the baking powders in commonuse. 



No. 1. 

CJorn Starch 4 % 

Bitartrate of Potash. 58 " 

Bicarbonate of Soda. 38 " 



No. 3. ' 

Flour 37.5 

Tartaric Acid 25 ** 

Bicarbonate of Soda 37.5 " 



No. 2. 

Cornstarch 37 % 

Tartaric Acid 10 •* 

Bicarbonate of Soda. 30 " 

Sesqui Garb. Am .... 6 " 

Alum 17 " 



No. 4. 

Flour 20 ^ 

Bitartrate of Potash. 51 " 

Tartaric Acid 3 ** 

Bicarbonate of Soda. 24 ** 

Carbonate of Am 2 ** 



These are known as tartaric acid or cream of tartar 
powders; the alum in No. 3 is probably used to make the 
bread white and performs no other part in the powder. 

There are, besides the foregoing powders, those which 
have no tartaric acid. 

First, the alum powders, which should always be 
rejected. 

Second^ the phosphate powders, which are said to be 
among the best. 

The following directions apply only to the tartaric 
acid or cream of tartar powder, which should always be 
tested for adulterations, especially alum; and if present 
it should be estimated. 

(1) Estimation of Starch or Flour — Take 0.5 grm., 
add cold water and shake till the powder is dissolved, 
filter through tared filters, dry at 100° C, and weigh. 

The filtrate after boiling should give a neutral reaction 
when tested with litmus. 

If it gives an alkaline reaction, which is often the case, 
titrate this excess of alkali with ^ H^SO^, and calculate 
the excess as NaHCOj. 

(2) Estimation of CO^,—{a) Use the ordinary car- 
bonic acid apparatus, and displace the COs with dilute 
HjSOi; this gives the .total COj. 
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(6) Determine the CO, which the powder will give off 
when dissolved in water using the same apparatus; heat 
the flask to 80° C at the last, and cool before weighing; 
this gives the available CO,. 

(3) Estimation of Soda and Potash,— Yiv^t test for 
potash with the flame. Take 1 grm. incinerate thoroughly 
in a porcelain evaporating dish till the carbon is all burnt 
off, (the mass must not be fused). Extract the residue 
with hot water, filter into a flask (the filtrate should not 
exceed 90 c. c.) If there is no potash present titrate this 
filtrate with ^ HgSO^ for soda. If potash is present, 
place the flask containing this filtrate over the lamp, boil, 
and while boiling add gradually from a burette normal 
tartaric acid, until the red color of the indicator fails to 
reappear after boiling two minutes, now add as much 
more tartaric acid, cool the solution, etc. (See page 21). 

(4) Estimation of Tartaric -4.cfd.— Since this cannot 
be estimated advantageously by any direct process, we 
resort to an indirect method by calculation. 

If the tartaric acid exists in the powder in the form of 
bitartrate of potash, the following proportion will give 
the amount of that salt present. 

ZHO : C^HjKOe : : the per cent of KHO : x. x = the 
per cent, of bitartrate of potash. 

If there is no potash present then we may conclude 
that the tartaric acid exists as such in the powder, and 
its per cent, may be thus calculated. Deduct from the 
total NaHO as found by (3), the excess, if any, of NaHO 
as found by (1); the difference represents the amount of 
NaHO, neutralized by the tartaric acid. Placing it in 
the form of a proportion, we have. 

2(NaH0) : C^HgOg : : the per cent, of NaHO : y, y = 

per cent, of tartaric acid. 

Return the ingredients as found by the foregoing direc- 
tions as follows: 
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Starch or Flour per cent 

Total Bicarbonate of Soda (NaHCOj) " " 

Excess of " " " " " " 

Bitartrate of Potash (C^H^KOe) or « " 

Tartaric Acid (C^HeOe) " " 

Also report what if any impurities are present. 




KE4GENT8 AND APPARATUS. 



[A.] Reagents for the estimation of nitrogen, present 
as ammonia (WJTb). 

(1) If easier Reagent. — Take 5 grms. KI, dissolve in 15 
c. c. of water, add gradually, a cold saturated solution of 
mercuric chloride (table reagent), till the mercuric iodide 

ses to be dissolved on stirring, and a slight permanent 
precipitate remains; now add a solution of caustic potasb,. 
made by dissolving 15 grms. of solid caustic in 30 c. c. of 
water; allow to settle before using. 

(2) JHlute Solution of Ammonia. — Dissolve 3.15 grms. 
of NHjCl in one litre of water. Take 10 c. c, of this solu- 
tion and dilute to one litre. .1 c. c. of this solution cou- 
taina .00001 grm. of NH,. 

(3) Dry Sodium Carbonate.— He^t about 3 grms. of 
anhydrous sodium carbonate in a porcelain dish for one- 
hour, at a bright red heat, cool, pulverize and place in a 
ground stoppered bottle. 

(4) Apparatus. — Four large teat tubes, of the same 
diameter, that will hold 60 c. c. or more. Graduate with a . 

] c. c. mark. Also a glass tube with a bulb blown at one 
Dd. 

[B] Reagent for the estimation of Albumenoid Am- 
monia. 

(1) Solution of Potassium Permanganate and Potash 
— is made by dissolving 1, grm. of KMnOj, and 35 grms. 
of solid caustic potash in separate portions of water, mix- 
ing the solutions and ditutiug to 125 c. c; boil the eolu- 
tlon for one-half hour, cool and place in a well stoppered. 
bottle. 

[C] Reagents for determining hardness. 
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(1) Solution of Calcium Chloride, — Dissolve 1 grm. 
of finely powdered marble, or pure carbonate of lime in a 
slight excess of dilute HGl, and neutralize the excess of 
acid by ammonia, and dilute to one litre. Each c. c. con- 
tains .001 grm. CaCOj. 

(2) Soap Solution.— Dissolve about 8 grms. of white 
castile-soap (or any good olive-oil soap) in 600 c. c. of 35 
per cent, alcohol, and so dilute it that 13 c. c. will produce 
a permanent lather in 70 c. c. of distilled water which con- 
tains 12 c. c. of C. 1. It has been found that 70 c. c. of pure 
water destroy 1 c. c. of standard soap; and since we use 
70 c. c. of the water under examination it will destroy 1 
c. c. of soap, without any material being present which 
-causes hardness. To compare the solutions proceed as 
follows: 

Take 12 c. c. of C. 1, place it in a 200 c. c, flask and add 
58 c. c. of pure water (12 + 58 = 70); now run in from a 
burette the soap solution, 1 c. c. at a time, and shake the 
;flask after each addition, till a lather is produced which 
will last five minutes. From the result obtained calcu- 
late the dilution required. Suppose 8 c. c. of the soap 
solution were used and there are 600 c. c. remaining in 
the graduated cylinder. We must dilute the 600 c. c. so 
that, 13 c. c. will be required instead of 8 c. c. The follow- 
ing proportion will give the amount of 35 per cent, alco- 
:hol that must be added. 

8:5: : 600 : a? = 375 c. c. to be added or 600 + 375 = 

975 c. c. total dilution. 

[D] Reagents for determining CI, present as chlorides. 

(1) Silver Nitrate.— Dissolve 4.79 grms. of AgNOs in 
Qne litre of pure water; one c. c. will precipitate .001 
grm. CI. 

(2) Yellow Potassium Chromate. — Make a cold satur- 
ated solution (it must be free from chlorine). 

COLLECTION OF SAMPLES. 

The amount to be collected will depend upon the 
nature of the water and the number of elements to be 
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determined; two gallons as a rule will be ample. Care 
must be exercised in collecting the sample to secure an 
average. The bottle, in which the sample is to be col- 
lected, should be first thoroughly cleansed, and then 
rinsed out with some of the same kind of water as that 
which is to be analyzed; after filling, it should be closed 
with a clean cork. 

Before taking out a sample for any of the following 
determinations, the bottle should be well shaken, unless 
otherwise directed. 

Determination of the Total Solid Residue, 

Take 100 c. c. and evaporate to dryness in a weighed 
dish, on a water-bath, then place in an air-bath and heat 
at 104° C for 30 minutes, cool and weigh. Kesult = total 
solid residue. 

A much larger quantity of water will be required in 
most cases. 

For the sake of convenience, convert all results as fast 
as obtained into parts per 1,000. 

Determination of Chlorine, 

Take 100 c. c, add a few drops of D. 2, and titrate with 
D. 1. 

If good results are not obtained, take 500 c. c, concen- 
trate by evaporation to about 50 c. c. and then titrate. 

Both solutions must be neutral; if acid, make neutral 
by adding some carbonate of soda. 

Determination of Sulphuric Acid, 

Take 200 c. c, acidify with HCl, boil, filter, and then 
precipitate with barium chloride. 

Determination of Inorganic Constituents. 

Acidulate one litre with HCl, and evaporate to dry- 
ness, moisten the residue with HCl and dissolve with 
water, filter. 
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Res. (a) = SiOa', dry, ignite and weigh. 

Filt (a); concentrate by evaporation, add excess of 

ammonia, boil, filter. 

Pp. (6) = FCjOs— AljOj and PjOg. Dry, ignite and 
weigh. 

Filt (b); add excess of ammonium oxalate, boil, let 
stand six hours, filter. 

Pp, (c) = calcium oxalate, dry, ignite and weigh. 

Filt (c); concentrate, cool, add a solution of NajHPO^ 
and NH4OH in excess, let stand six hours, filter. 

Pp. (d) = MgjCNHJaCPOJa. Dry, ignite and weigh. 

Determination of Potash and 8oda. 

m 

These are generally determined jointly. 

Take 500 c. c. evaporate to dryness, add 0.2 grm. of 
caustic baryta, and a little distilled water, and boil, filter; 
to the filtrate add ammonium carbonate, boil and filter; 
evaporate this filtrate to dryness and ignite moderately in 
a weighed porcelain crucible; remove the lamp, add solid 
NH4CI, and again ignite till fumes cease to be given oft 
(use only a moderate heat) cool and weigh. 

Kesult = KCl, NaCl, return as NajO. 

Determination of Hardness. 

Take 70 c. c. of the sample of water, place it in a 200^ 
c. c. flask, then run in from a burette soap solution, 1 c. c 
at a time, shaking the flask after each addition, till a 
lather is produced which will last five minutes, and will 
reappear on shaking. The number of c. c. of soap solution 
used represents the degrees of hardness: and each degree 
stands for one grain of CaCOs, or its equivalent, in an 
English gallon. 

The English gallon hold 70,000 grains. 

The United States gallon holds 58,318 grains. 

If the 70 c. c. require more than 16 c. c. of the soap solu- 
tion, then take 85 c. c. of the water, and add to it 35 c. c. of 
distilled water, and titrate with the soap solution; the re- 
sult multiplied by two will give the degrees of hardness* 
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', Further dilution may be required to reduce the amount 
ei soap solution required lielow 16 c. c. 
I The reason why this dilution is called for, appears to 
b^ that too largie n proportion of insoluble lime-salts, in- 
^rferes with the formation of a lather. When the water 
tontains much Magnesium, which is known by the lather 
paving a curdy appearance, the reaction is slow, and the 
bater should be diluted so much.that 70 c. c. will require 
I Bs than T u. c. of the soap solution. Time should be 
tven for the Magnesium salt to form. 

DetermiJiation of Ammonia. 

Place a well washed litre flask upon a piece of wire 
luze, which rests upon the ring of the lamp-stand, and 
len connect it with a Liebig's condenser. Pour into 
his Aask 500 c. c. of the sample of water, and add to it one 
fno. of the ignited sodium carbonate, connect the appa- 
^ue, and distil rapidly, collecting the distillate in the 
mduated test tuh^s (A-^). Distil until four tubes hare 
filled to the 50 c. c. mark, then stop the operation. 
iow Nesaieriae the second tube, thus: add to it 2 c. c, of 
teflsler reagent and thoroughly mix; if ammonia is pres- 
et, It will assume a rich brown color; and the more the 
jDmonia. the deeper the color. Take another test tube, 
A-4) place in it 1 c. c, of the dilute NUfii (A-2), and make 
ip to 50 c. c. with distilled water, mix thoroughly, add 2 
.cXessler reagent and again mix; compare this witn the 
Sesslerised distillate. If the colors are not the same, the 
bade up tuhe must be emptied, rinsed, and refilled, in the 
ftame order, adding more or leas of the dilute NH,C1, as it 
[Iras lighter or darker than the distillate. This operation 
■iBiust be repeated till the colors are the same. The amount 
)M dilute NHjCl, added to the made up tuhe represents the 
Wnount of Nil, in the distillate, the Nesslerising of this 
[second tube, is to find out whether the first tube can be 
Sessleriaedasa whole, or must be divided. If Ic.c. of the 
dilute NHiCl has been used, then the first tuhe cannot be 
:2reasleri8ed as a whole, for it would give too dark a color. 
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Therefore take 10 or 20 c. c. of the first tube, make it up to 
BO c. c. with distilled water, mix thoroughly, add 2 
Neaaler Eeagent and a^ain mix; compare with a madft 
up tube as before; the result multiplied by the piopn 
factor will give the total NHj in the first tube; add to. 
this one-third, and we obtain the total free ammonia. 

Thus, 10 c. c. of the first tube gave .00001 grm. SI 
multiplied by B gives .00005 grm. in the first tube; add 
this one-third and we have .Otmei grm.NH, in the BOO c 
taken', or .000134 grm. in a litre. 



Reagents; (To be prepared shortly before required foi 

{!) Nessler's Reagent. 

(2) Solution of NH.Cl. 

(3) Saturated Solution HjCjOj, nearly free from NH 
It should be tested for XFj before using. A slight coloj 
when Nesslerized may be disregarded. 

(4) Zn-Cu couple. Fill a wide mouthed quart botth 
with solution of CuSO, in HjO, containing 1,4 to 1.8 p 
cent CuSOj. Clean several strips of sheet Zinc, four inchei 
by three-fourths of an inch in size, in dilute HjSOj oat 
rinse carefully with pure K,0. Introduce same into tit 
solution of CuSOi and close the bottle— set aside till thi 
Zn is well coated with Cu. Carefully remove the strips a 
metal with forceps and wash with successive portions o 
pure HjO, being careful not to break off the coating of Co, 

Method. 

200 c. c. of the H,0 under examination are barely 

acidulated with Reagent, 3 (above) and thoroughly mixed. 

Divide into two equal portions and place each 100 c. o. la 

*TliLs metbod, called Cbe WUllaina-BluDi method, has been d 
cussed at length, by Dr. A. B. Preacott, Id the Pharmaceutical Era 1 
ISBT. and the methoa,aa herein gLven, la taken from that source. 
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a wide-mouthed bottle. Into one portion insert one of 
the prepared Zn-Cu plates. Close both bottles and set 
aside in an atmosphere free from NH, for from 24 to 40' 
hours. 

Great care should be taken to rinse all apparatus used 
in pure, Ammonia— free HjO. Take from 10 to 50 c.c. from 
each bottle (if the Hfi has not over ^ part per million 
of Nitrogen of Nitrates and Nitrites, 50 c. c.*s may be^ 
taken, but if there be 1 part per million, or over, less of 
the HjO, say 10-20 c. c. may be taken and diluted, with 
pure HjO, up to 50 c. c.) care being taken not to disturb 
any sediment of precipated oxalates which may be in the 
bottom. If less than 50 c. c. be taken from each bottle, 
the same quantity must be taken from each, and diluted 
to 50 c. c. with the same ammonia— free HaO. 

Treat both portions of HaO with Nessler's Eeagent 
(enough to serve the purpose after the HjCaO^ has been 
neutralized) and titrate the sample, in which Nitrates and 
Nitrites have been reduced, against the other sample. 
The excess found in the reduced portion will be the Nitro- 
gen of Nitrates and Nitrites. No account being taken of 
the Ammoniacal Nitrogen, discovered by Nesslerizing the 
unreduced portion, which is estimated in another ope- 
ration. 

Nitrites remain to be tested for— which may be done 
by use of Napthylamine Hydrochloride and Sulphanilic 
acid. If Nitrites are discovered their Nitrogen is to be 
estimated and deducted from the amount found by the 
last operation. The color titration of Nitrites with Nap- 
thylamine hydrochloride is a valuable method, and but 
little practice in comparison of known solutions is neces- 
sary to render the operator comparatively expert. 

The results of the above determinations should be 
calculated and reported as (1) Nitrogen of Nitrates, and 
(2) Nitrogen of Nitrites, 

DETERMINATION OF ALBUMENOID AMMONIA. 

From the 500 c. c. of water taken we have distilled ofE^ 
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200 c. c. for the estimation of free Ammonia; in the re- 
maining 300 c. c. we estimate the "organic" or albumen- 
Old Ammonia, as follows: 

Take 50 c. c. of Permanganate solution (B-1) and add 
to it 200 c. c. of pure ammonia-free water; distill till the 
distillate gives no color with Nessler's Eeagent. Then 
add to this solution, in the retort, the 300 c. c.of the water 
under examination and distill for albumenoid Ammonia. 
Collect the whole distillate, of 150-200 c. c. mix thor- 
oughly, measure and take portions of 10-100 c. c. (accord- 
ing to the amount of NHj) and Nesslerize. 

By the above dilution of the KMnO^ solution it gives 
up, upon distillation, the small amount of Ammonia 
which it otherwise wquld retain and which would of 
course vitiate the result. 

Reports, 

, Kesults obtained are generally reported as " parts per 
million" and also as "grains per gallon." The United 
States gallon contains, at OO"" F., 58,318 grains of distilled 
water. To convert " grammes per Litre " into "grains per 
gallon," multiply by 58,318 and divide by 1,000. 

Keport **free Ammonia" and ^^albumenoid Ammonia"; 
also, "Nitrogen of Nitrates" and "Nitrogen of Nitrites." 



METHODS OF ESTIMATING THE ORGANIC IM- 
PURITIES IN WATER WITHOUT GAS 

APPARATUS. 

THE OXYGEN PROCESS. 

Reagents, 

(a) Standard Solution of Potassium Permanganate, 
—Dissolve 0.395 grms. of potassium* permanganate in 1 
litre of water. Each c. c. contains 0.0001 grm. of avail- 
able oxygen. 

(b) Standard Solution of Sodium Hyposulphite,— 
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Dissolye 3.068 grms. of the salt in 1 litre of water. 1 c. c. 
= 1 c c. of the permanganate solution. 

(c) Solution of Potassium Iodide.— One part of the 
pore salt, recrystallized from alcohol, dissolved in ten 
parts of water. 

(d) Dilute Sulphuric Acid,— One part by volume of 
pure SQlphuric acid is mixed with three parts by volume 
of water, and solution of potassium permanganate added 
luttil the whole retains a very faint pink tint, after warm- 
ing to 80° F for four hours. 

(e) Starch Indicator, (see page 20). 

Ihtermination of ths Oxygen Absorbed by the Water. 

Select a half litre glass-stoppered flask and clean thor- 
oughly with HjSOi and water. Put 250 c. c. of the water 
into it, stopper tightly and immerse in a water or air 
bath until the temperature rises to 27° C. Now add to it 
10 c. c. of the sulphuric acid (Sol. d), and then 10 c. c. of 
the standard permanganate (Sol. a). Stopper tightly and 
allow it to remain at 27° C, for 4 hours, remove and add 
the solution of potassium iodide till the pink color disap- 
pears, then shake thoroughly and titrate with hyposul- 
phite solution until the yellow color is nearly distroyed, 
then add a few drops of starch indicator, and continue 
the titration till the blue color is just discharged. The 
c. c. of KMnOi taken, less the c. c. of hyposulphite used 
= the c. c. of KMnO^ reduced. Should the permanganate 
color fade rapidly during the four hours, other measured 
quantities must be added from time to time. 

The permanganate and hyposulphite solutions must 
be compared often, and a correction factor used if neces- 
sary in the titration. 

CONCLUSIONS. 

The purity of the water is indicated by the amount of 

Oxygen absorbed from the permanganate by 100,000. parts 

of H.O. The following figures (which must be considered 
5 
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as of questionable value) have been given in connection^ 
with the foregoing process: 

" Water of great organic purity absorbs 0.05 parts of '^ 
Oxygen." 

" Water of medium purity absorbs 0.05 to 0.15 parts of 
Oxygen." 

"Water of doubtful purity absorbs 0.15 to 0.2 parts of 
Oxygen." 

"Impure water absorbs 0.2 or more." 



Begarding the foregoing process as a means of definite 
decision as to the sanitary character of a water, it is now 
generally conceded that alone it is of no value, but should 
always be considered as simply an auxiliary estimation, 
to be considered together with the estimation of saline 
constituents, free and albumenoid ammonia, Nitrates 
and Nitrites, etc., etc. 

In concluding this section concerning Water Analysis 
it is necessary to state that the interpretation of the 
results of an analysis of water is a matter of far too ex- 
tensive a character for the scope of this book, and it will 
not be attempted, but, with a few of the elementary con- 
siderations necessary in forming an idea of the character 
of a water, the subject will be left to the student, as one 
which requires a vast amount of study and research. 

In the examination of a water, its source should be 
known— whether from a cistern, well or hydrant; also, 
the proximity of any possible source of contamination, the 
geological character of the country and the character of 
the soil and sub-soil. Un-polluted spring water usually 
contains less than one part of Chlorine. Sewage generally 
contains from 10 to 14 parts of Chlorine. 

The amount of Albumenoid Ammonia is of great im- 
portance, since it indicates the presence of undecomposed 
animal or vegetable matter. 

The free NH„ the Nitrates and Nitrites may be con- 
sidered harmless in themselves; yet, as being products of 
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tile oxidation of organic matter, they indicate the possi- 
htlUy of evil, should the certain conditions of tempera- 
trure, filtration, etc. (which oxidize the organic matter) be 
removed or fail to exert their influence. 

A microscopic examination, both of the water and 
x'esidue on evaporation, is often employed with profit, 
B'lid, in some cases, valuable data may be determined from 
"tlie appearance of the residue after evaporation and its. 
ocUyr upon ignition. 



SELECT METHODS 



IN 



QUANTITATIVE ANALYSIS. 



PART II. 



USE OF PLATINUM VESSELS. 

The following bodies should not be treated in plati- 
num VOBHels. 

1. 'J'he caustic alkalies as well as baryta and strontia. 

2. Fusible metallic sulphides, or mixtures of sulph- 
ides with carbon; especially the alkaline sulphides. 

iS. Phosphates and carbon, which at a high heat form 
platiniiin phosphide. 

4. Metals that are easily fused, or metallic oxides that 
are easily reduced. These form fusible alloys with plati- 
num. 

5. Chlorine, and all mixtures that liberate chlorine, 
either In the cold or by heat; as fusible mixtures of a 
metallic chloride and a nitrate, of ammonium sulphate 
and a chloride. 

I'latinum crucibles may be cleaned by fusing borax or 
potasHium bisulphate in them, and dissolving the fused 
mass with boiling water. Sometimes they maybe cleaned 
by digesting with dilute HCl. To brighten them scour 
with sea-sand and water; do not use sharp sand or emery. 



SELECT METHODS IN QUANTITATIVE ANALYSIS. 



LIMESTONE. 

For technical purposes, it is suflftcient to determine 
those constituents which perform the active part in any 
given operation. 

The more common constituents of limestone may be 
determined as follows: 

Pulverize a few grms., dry at 100° C. Weigh 1 grm. of 
the dry sample, transfer it to a porcelain dish, cover with 
a clock-glass, add 20 c. c. of water, then 10 c. c. of HCl, 
and 2 c. c. of HNO3, heat till effervescence ceases, then 
boil and filter. (For complete separation of the silica 
evaporate to dryness on the water bath. When perfectly 
dry, cool, moisten with HCl, add water and heat until 
dissolved, then filter.*) 

Res, (a) = Silica and silicates; dry, ignite and weigh; 
and return as insoluble matter. If it is desired to esti- 
mate the elements of this insoluble matter, mix the 
ignited residue with Ammonium Fluoride, cover the cru- 
cible and ignite till fumes cease to be given off, repeat this 
operation till constant weight is obtained. The difference 
between the first and last weight is the silica. Transfer 
the residue from the crucible to a beaker and dissolve in 
strong HCl, and add the solution to filtrate (a). 

Filt, (a); add JO c. c. HCl, then ammonia to slight 
alkaline reaction, and boil till excess of ammonia is ex- 
pelled, filter. 

Pp, (b) = iron, alumina, and phosphoric acid. If this 
precipitate is small, it may either be rejected or returned 
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as a whole; if large, separate, and estimate the per cenW 
of iron and alumina. 

Filt (b\ add ammonium oxalate in excess, (there mnsr- 
be sufficient to form an oxalate of all the magnesia pres- 
ent), heat just to boiling, and then allow it to stand in 
warm place for six hours; filter by decantation, was] 
once with water in the same way; now dissolve the 
cipitate in dilute H(U; add a little ammonium oxalate, 
and then ammonia in excess; boil, filter and wash b 
decantation. The re-precipitation is to separate the mag 
nesia which is precipitated with the lime in the firs 
operation. 

Pp. (c) = calcium oxalate. 

Filt (c), (The united filtrates); concentrate by evap- 
oration, (adding HCl if necessary, to prevent the forma- 
tion of a precipitate), cool, add ammonia in excess, then 
sodium ammonium phosphate, and allow to stand six 
hours in a cool place; filter and wash with water con- 
taining ammonia. 

Pp. id) = Mga(NHJ,(POA. 

ESTIMATION OF COj.* 

Fuse 2 grms. of vitrified borax in a platinum crucible, 
cool in a desiccator, and weigh; add about 0.5 gnn. of the 
well dried limestone and weigh; then apply heat and 
gradually increase to redness and continue the heat till 
the mass is in a state of quiet fusion, cool and weigh. 
The loss in weight is the COj. 

Volumetric Estimation of Calcium.t 

Weigh 1 grm. and dissolve in dilute aqua regia, cool 
add a slight excess of ammonia, then a large excess of 
ammonium oxalate; heat just to boiling and then allow 
it to stand till the precipitate has subsided; filter and wash 
thoroughly by decantation, till the ammonium oxalate 
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i.as been removed. Place beneath the funnel a 250 c. c. 
I ask, pierce the filter, wash the precipitate into the flask, 
irst with water, then with dilute sulphuric acid or HCl; 
.iien add to the contents of the flask enough dilute sul- 
phuric acid to dissolve (or decompose) the calcium oxalate, 
tnd dilute to 250 c. c. Titrate portions of this solution 
5¥ith A KMnO*. 

The fly factor of CaO = .0028. 

Note,— If there is much magnesia present, the calcium 
oxalate should be dissolved in dilute HCl and re-precipi- 
tated. 



IRON ORE. 

Estimation of Iron, Silica and Sulpliur. 

Weigh from 2 to 5 grms. of the dry ore, mix it thor- 
oughly in a clock-glass with five times its weight of the 
fusing mixture. Select a large platinum crucible, and 
fuse in it 2 grms. of the fusing mixture, when well fused 
lower the crucible into the flame of the Bunsen burner so 
that the bottom becomes cool and the heat is upon the 
sides; remove the lamp, introduce into the crucible one- 
third of the ore mixture, cover the crucible and replace 
the burner, and continue the heat till the mass has become 
quiet; now introduce another third and treat it in the 
same way; and finally the last third; continue the heat 
till the mass has become quiet, then apply the heat to the 
bottom of the crucible, and finally apply the heat of the 
blast-lamp until reduced to quiet fusion.* Sometimes a 
semi-fused mass results which cannot be made fiuid by 
the strongest heat. Eemove the lamp and incline the 
crucible as much as possible, and rotate it as the mass 
solidifies; while still hot plunge it side wise into a beaker 
of cold water, remove it, and, after a few seconds plunge 
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again; repeat this three or four times. Then place the 
crucible on its side in the beaker, and heat till the mass 
separates, remove the crucible, and continue the heat till 
the mass is disintegrated; filter and wash with hot water 
by decantation. 

Res. (a) contains the iron, alumina, etc. Dissolve in 
HCl, upon a water bath ; if it fails to dissolve, filter and 
re-fuse the insoluble portion; when all is dissolved except 
the silica, evaporate to dryness, moisten with HCl and 
take up with water; filter. 

Res, (6) = part of the silica. 

Filt. (6), dilute to a given number of c. c. and esti- 
mate in one portion the iron and alumina together, and 
In another the iron by titration. 

Note.— An alcohol lamp should be used if possible for 
the fusion. If gas is used, it should be passed through a 
solution of potash to remove the sulphur before burning. 

Filt. (a). Add HCl cautiously till acid, evaporate to 
dryness, heat on an iron plate to 110° C; moisten the res- 
idue with HCl, add water and boil; filter. 

Res. (c) = silica. Dry and ignite residues (c) and (b) 
together. 

Filt. (c). Boil, and add a boiling solution of barium 
chloride; filter after standing over night, and determine 
the sulphur in the precipitate. 

Titration — of the iron in filt. (b). 

Take a portion of the filtrate, add HCl till strongly 
acid, boil, and run into it from a burette stannous chlo- 
ride, very cautiously, till the FejOs is reduced to FeO, and 
the SnCl, is in slight excess. (When the reduction is com- 
plete the solution will be colorless); now add 5 c. c. of a 
saturated solutiod of HgCl,, and titrate the iron with ft 
KjCrjOY. 

For the estimation of manganese, lime, and magnesia, 
dissolve about 1 grm. of the ore, according to the direc- 
tions given below for the estimation of phosphorus, sep- 
arate the Iron and alumina from the other bases as basic 



IRON OBE. 59 

acetates,* and the manganese with bromine or ammonium 
«nlphide.t 

Estimation of Pliospliorus. 

Weigh 5 grms.of the fine dry ore and digest at 100** C, 
^th strong HCl, till all, or nearly all is dissolved; then 
^11 for 15 minutes, filter and wash slightly. 

lies. (a). Place the filter with its residue in a platinum 
^snicible, incinerate thoroughly; cool, add dry NajCOs and 
fnse; dissolve in dilute HCl, and add this solution with 
^ts residual silica to filtrate (a). 

FUt (a). Evaporate to dryness, and heat on an iron 
plate at 110** C, till it no longer emits an odor of HCl; cool 
slightly, add strong HCl and boil till the iron is dissolved ; 
evaporate as low as possible without formation of oxide 
of iron, then add 30 c. c. of HNOj (1.42 sp. gr.) and evap- 
<>rate to a sirupy consistence, then add more HNOj and 
repeat till HCl is driven off; now add an equal volume of 
Water, cool and filter. 

Filt (6). Precipitate the phosphoric acid according 
to directions given on page (60). 

Res, (a) and Filt (a) may be worked separately and 
if no phosphorus is found in res. (a) it may be neglected 
in the analysis of ore from that mine. If phosphorus is 
found in res. (a), the amount may be determined in several 
samples of ore, and then neglected in other samples from 
that mine; the amount thus found being added to that 
obtained from filt. (a), in all subsequent determinations. 

Estimation of Iron. 

Place 0.5 grms.J of the very fine dry ore in a 4 oz. 
Erlenmeyer fiask, add 15 c. c. of strong HCl, mix thor- 
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tFresenius 430—203. Classen 73. 

tOr, better, weigh exactly 0.560 grms. ore, dissolve in 15-20 c. c. 
Btrong HCl, (in a small beaker which has no lip and which should be 
closely covered with a watch-glass) letting substance digest for some 
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oughly, place the flask on an iron plate and heat at from 
80° to 90° C, till dissolved; now add 10 c. c. of water and 
run in stannous chloride solution, one drop at a time^ 
shaking after each addition, till the iron solution is 
colorless, now transfer to a large flask and dilute to about 
400 c. c. with water, then add 10 c. c. of a saturated solu- 
tion of HgClj, which should produce a silky white pre- 
cipitate. Titrate this solution with ^ KjCraO,. Or add 
to this solution 10 c. c. of a cold saturated solution of 
manganous sulphate and titrate with ^ KMnO^; the end 
reaction is reached when the pink color flrst permeates 
the whole solution. In titrating with ^ KMnO^ it i» 
better to use only 0.2 grms. of ore. 

Estimation of Sulpliur. 

First Method* Place 1 grm. of the fine dry ore in a 
porcelain dish, add 0.5 grms. of pulverized KGlOg, pour 
over it 50 c. c. HNO3 (1.42 sp. gr.) and cover with a funnel 
or clock-glass; now place it over the lamp and raise the 
heat gradually and bring to a boil and boil for fifteen 
minutes, adding from time to time crystals of KClOj; 
now remove the cover and evaporate to a small bulk, then 
add strong HCl and evaporate to dryness on a water bath» 
Moisten the residue with strong HCl, add water, boil, th^n 
filter and wash thoroughly; nearly neutralize the filtrate 
with ammonia, boil, add 5 c. c. of the tartaric acid solu- 
tion, and sufficient BaCl, solution to precipitate the sul- 
phur, boil, then allow it to stand all night, filter, wash 
thoroughly with hot water, then with a dilute solution of 
ammonium acetate to dissolve any barium nitrate which 
may adhere to the sulphate. 



time at a slight heat and finishing by boiling. To the hot, concentrated 
solution add solution of SnClt to exact decolorlzation, wash into a 40(^ 
c. c. beaker, add 16-30 c.c. of solution of HgCls, dilute largely with H»0 
and titrate with ^ EsCrsO?. Each c. c. of KtCrsO? — 1 per cent 
(F. C. S.) 

♦Crooks 480. 
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Seoond Method. Place 1 grm. of the fine dry ore in a 
^ oz. Erlenmeyer flask, moisten thoroughly with the 
smallest quantity of water possible, then add about 3 c. c. 
of bromine and shake thoroughly; now heat at 80° C, for 
^ minutes, then add 15 c. c. of strong HCl and continue 
the heat 15 minutes longer, transfer to a porcelain dish 
Ai^d evaporate to dryness on a water bath, etc. (see page 
52). 

Estimation of Manganese. 

Q?ake 5 grms. of the ore, dissolve in strong HCl, cool, 
*^cl H31SO4 in slight excess, evaporate till HCl is all ex- 
Palled, cool, add water, heat till dissolved, transfer to a 
^^X> c. c. flask; dilute largely, add zinc oxide in excess, 
dilute to the mark, shake thoroughly, filter off a portion 
tl^i'ough a ribbed filter; boil a measured portion of this 
M-tiate, and titrate with ^ KMnO^, (see page 70). 



COAL- 

Proximate Analysis of Coal. 

Pulverize a sample of the coal in a rough, porcelain 
mortar. 

Determination of Moisture.— T^Shq 1 grm. place it in a 
covered crucible, and heat in an air bath at 115° C. for 
one hour, cool and weigh. Loss = Moisture. 

Determination of Volatile Jifa^^er.— Take 1 grm. of the 
undried coal, place it in a platinum crucible, and cover 
tightly; heat it for three and a half minutes over a Bun- 
sen burner, and then without cooling, for the same length 
of time, over a blast lamp, cool and weigh. Loss, less the 
moisture = volatile matter and one-half of the sulphur 
present as sulphide of iron. 

Determination of Fixed Carfton.— Incinerate the res- 
idue from the last operation until the carbon is burnt off 



and a constant weight is obtained. Lobs — fixed* carbc 
and one-half of the sulphur present as sulphide of i 
The last weight is the ash. 

Estimation of the Total Sulphur, 

Beagent. Mix thoroughly 4 grms. of calcined magne^ 
sia and 2 grma. ot anhydrous sodium carbonate, and deter- 
mine the sulphur in the mixture. Weigh I grta. of the 
very fine coal and mix it thoroughly with 2 grms. of t 
reagent in a porcelain crucible, which should not be □ 
than two-thirds full. Place the crucible in an inclin^ 
position on a triangle, and heat very gradually, with. I 
alcohol lamp, increasing the heat until the bottom is dd 
red. (The heat must not, in any stage of the operatioj 
be ao high as to fuse the mass). Stir the mixture withj 
platinum wire to hasten the combustion, which requi 
about one hour, When the carbon is all oxidised, remoq 
the lamp and allow the crucible to stand until perfec 
cold, thea add 1 gram of pulverized ammonium nitrad 
mix thoroughly and heat for 5 or 10 minutes at a n 
heat. Cool, dissolve in water and dilute to about IBO c. o 
acidulate with HCl, warm, and filter. Boil the flltra^ 
and add a hot solution of BaCl,; allow it to stand o 
hour, then filter, etc. 

Estimation of Sulphur,— present as calcium snlphatl 
Take 4 grms. of the coal, add 6 grms. sodium carb< 
nate (which must be free from sulphur), then add watci 
and boil for two hours, replacing the evaporated watca 
Filter, acidulate the filtrate and precipitate the sulphui 
acid in the usual way. 

Phosphoric Acid. 

If present in the coal, it will be found in the 
should be estimated in the usual manner. 
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BLAST FURNACE SLAG. 

2'he slag may contain,— FeO, FejOg, FeS, MnO, AljOj, 
^O, PbO, ZnO, CaO, MgO, K,0, Na.O, SiO., TiO., SO, 
^•Og, CaS. 

Scheme for Analysis. 

The slag when not soluble in HCl, is decomposed by 
^Usion. (See directions for fusing iron ore for the estima- 
^on of iron, silica, and sulphur, page 47). 

Res. (a) = silica and titanic acid. (It will contain 
^ost of the TiOg, if too large an amount of HCl has not 
been used in taking up the residue.) 

Filt (a) = all the bases acids (also some SiO, and 
TiOg). Reduce the ferric to ferrous iron by sulphurous 
acid and then pass through the solution H,S gas, and 
filter* 

Pp. (6) = PbS, CuS, ASjbSj. (If there is any arsenic in 
the slag, it will, as a rule, be volatilized in preparing the 
solution and will not appear at this point). The copper 
and lead can best be separated by sulphuric acid and 
alcohol. 

Filt (6). Add HCl, boil, then add a few crystals of 
KClOs and continue the boiling until the odor of CI has 
disappeared; now dilute the solution to 600 or 800 c. c. 
and precipitate the iron and alumina as basic acetates 
and filter. 

Pp. (c) = FCjOs, AljOg, SiOj TiOg, PjOj. Pierce tha 
filter and wash the precipitate into a beaker, and dissolve 
in sulphuric acid; nearly neutralize with NH4OH, dilute 
if necessary, pass H,S gas till the Fe,Os is reduced to FeO^ 
boil for some time, replacing the evaporated water; filter. 

Pp. {d) = SiOj, TiOj. Add this prcipitate to residue 

(a). 

Filt. (d). Add HNOj, and boil till the iron is oxidized^, 
filter if necessary, dilute to a given number of c. c. and. 
estimate the iron and alumina in one portion, and the 
iron in another portion by titration. 
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Filt (c). Concentrate to 200 c. c. Add acetic acid and 
pass H,8 gas; filter. 

Pp. (e) = ZnS. Dissolve in HCl; filter out the sulpliur, 
and precipitate the zinc with sodium bi-carbonate in a 
porcelain dish. 

Filt (e). Concentrate to 200 c. c. by boiling, filter if 
necessary and precipitate the^ manganese with bromine, 

Pp. (/) = manganese. 

Filt (/). Add ammonia till alkaline, boil and add 
ammonium oxalate, filter. 

Pp* (ff) = CaCjO*. 

Filt (g) = MgO, precipitate with sodium ammonium 
phosphate. 

Res. (a) + Pp. (d); dry, ignite and weigh; treat the 
Ignited residue with ammonium fluoride, and weigh the 
residual TiOj; or separate the SiO, and TiO, by fusing 
with fused KHSO4. 

Estimation of Phosphoric Acid and Sulphur.— See 
directions for estimating these in iron ore. 

Estimation of Silica. 

Slags which have been cooled slowly can only be par- 
tially dissolved by acids. To obtain a sample which will 
be decomposed by HCl, the following method has been 
adopted. 

A cast-iron pan, similar to an assay-pan, 5 inches 
square, and having in it four shallow, hemispherical cups, 
is riveted to a handle 20 inches long. The cups have the 
furnace-numbers countersunk in the bottoms. The sam- 
ple is taken by filling this pan directly, or by means of a 
ladle, with the fluid-cinder as it flows from the cinder- 
notch. It chills instantly, and by the time it can be car- 
ried to the laboratory, is ready for treatment. By this 
system, there is no danger of confusion, and there are 
four small cakes from which to choose a final sample. 

Take from 0.2 to 0.5 grms. in a porcelain dish, add 
strong HCl, heat on a water bath and stir thoroughly 
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'rtth a platinum wire; when thoroughly mixed, transfer 
to an iron plate and evaporate to dryness, cool, add 15 c. c. 
'ftf " HGl (1.12 sp. gr.>, and boil 2 or 3 minutea to dissolve 
titanic acid, then add an equal volume of water and Alter. 

nes. (a) - SiOj. 

jpt7f. (a) can be U3e<I for efitimating AljOj, MgO and 

lO. 



IRON AND STEEL. 
Estimation of Phosphorus. 

Take, for analysis, of Eesaemer or other low-carboD 
Meels, from 3 to 5 grammes; of crucible steel, 10 grammes; 
of pig-iron, 1 to 5 grammes, according to the percentage 
of phosphorus supposed to be present. Of iron, high in 
phosphorus (1 per cent.), take I gramme. 

Place in a No. i evaporating dish the amount of iron 
or steel decided upon, cover with a funnel which will just 
fit inside the dish, and then add gradually HNO, (1.20 
apeclflc gravity), using 12 c. c. of acid for each gramme of 
eteel or Iron taken. (A larger quantity of acid will be 
required for small samples.) When the full amount of 
.acid has been added, and the violent action has ceased, 
place the evaporating dish on a sand-bath, add 10 c. c. 
HNO. (1.40 apacifle gravity), and boil tUl the bulk of the 
Bolution is reduced about one-half. Then add 10 c. c. 
HNOi (1.40 specific gravity), continue the boiling, and add 
from time to time, during the next 15 minutes, small por- 
tions of pulverized KClOj till about 2 grammes has been 
added. (If the solution shows signs of going dry, more 
strong acid must be added.) This will precipitate the 
'manganese, witli some iron. Sometimes it happens that 
.the manganese does not come down readily and more 
KClOi or further concentration, or both, will be required. 
The process is not complete till the manganese is 
precipitated, which may be known by the appearance 
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of a dark, i 
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s deposit on the dish, 
of the solutioD. 

Boil the solution 6 niimites after the last addition of 
KCIO,, then add cautiously (to prevent sudden explo- 
sions) strong HCl til! the manganese and iron are 6i&- 
solved, (From 2 to 5 c. c, will be Bufflcient, do not 
more than 5 c. c. but less if possible.) 

Continue the boiling till the chlorine is all expelli 
adding from time to time UNO, (1.40 specific gravity) 
prevent the aolution from evaporating to dryness. 

Now, add an equal bulk of water to the aolution, ai 
boil from 5 to 10 minutes, cool, and filter into a f 
This filtration may be omitted, if, as is generally the 
with low-silicoD steels, there is no residue. 

fS). Place the flask under the hydrant, till the Boli 
tion is perfectly eold; then add gradually strong ammonia, 
with constant stirring, till the solution is changed into a 
pasty mass, and the ammonia is in slight excess; now 
add cautiously HNO, (1-40 sp. gravity) tilt the mass is 
dissolved; cool the solution to 60° C, it should then, have 
a straw color. If the solution has a decided red tinge, 
iron will be thrown down with the phospho-molybdate 
precipitate, which can only be removed by re-precipll 
tion, and with a loss of phosphorus. 

The red tinge can, as a rule, be removed by addi 
some strong HNO,, shaking well, and then adding aboat' 
25 c. c. of water. (The solution should now not exceed 
200 e. c.) Heat to 60= C, and add 60 c. c. of molybdate 
solution, cork the flask and shake violently for five ml 
utes; place the flask on an iron plate, heated to 60° C.{i 
more), and let it stand till the precipitate subsides. 

By cooling the solution, before adding the molybdi 
solution, and not raising the heat above 60" C, the ph( 
pho-molybdate precipitate is obtained free from moly1 
acid, and also, (if the above precautions have been o1 
served), from iron; and will contain only a part of 
silica, the whole of the silica being thrown down only 
high heat and long standing. Filter through a four Ini 



late 



IRON AND STEEL. 



67 



filter :uid wash the precipitate (keeping as much of it in 
the flask as possible) with the acid solution of ammonium 
nitrat« or with HNOj diluted with flity times its bulk of 
water; wash tilt the wash-water will cot give a red color 
With potassium thiocy anate. 

Place the flask, which contains the bulk of the precip- 
itate, tinder the funnel, and dissolve the precipitate of 
phospho-molybdate on the fllterwitha3percent.solution 
of ammonia. The filter should remain perfectly white, or 
only slightly tinged with red on the upper edge. If much 
colored with iron, run through the filter into the ammo- 
niacal solution enough dilute nitric acid to dissolve this 
oxide of iron, and render the solution slightly acid; thea 
add 5 e. c. molybdate solution, heat the flask to W C, let 
it stand 15 minutes or till the precipitate subsides; filter 
and wash as before. This will give a phospho-molybdate 
precipitate free from iron. Dissolve this precipitate with. 
a 3 per cent, solution of ammonia, as above. 

To the ammoniacal solution of phospbo molydate add' 
5 c c. strong HCl, or enough to render the solution de- 
cidedly acid; dissolve the precipitate thus formed with 
ammonia, adding it gradually, so that the last drop wilt 
Just disperse the yellow color, leaving the solution cloudy 
. And with a peculiar sweet smell. Boil the aoiution 10. 
minutes; then set it aside till the silica becomes floccu- 
'lent (about 10 minutes); remove the separated silica by 
:fittenng through a small, close fitter— or belter, through 
the filter from which the phospho-molybdate precipitate 
}tas been dissolved, for the silica is not so liable to pass. 
' tlirough that, as through a new filter. 

By repeated teats I have been imable to find phos- 
phorus in the separated silica when iron was not present,, 
but have always found it when the silica contained iron- 
To the filtrate add 5c.c. of ammonia; cool; and then add 
gradually 15 c. c. of magnesia mixture, keeping the solu- 
tion in constant motion; cork the llask and shake vio- 
lently for two or three minutes; set it aside for three- 
hours; fitter and wash with ammonia water (3 parts-of 
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vater, 1 part of ammonia) till the wash-water.acidBlate 
with nitric acid, giv^s no precipitute with eilver nitraU 

I'lace the moist ^Iter with its precipitate in a plat 
□ umcrucilile; cover, nnd apply a strong heat till the filtfl 
la thoroughly charred; remove the cover; turn the cnud 
bte OD ItH side, and ignite till the filter is white: thei 
place the crucll>le in the upright position ; cover, and hea 
Ave minutes with the blast. This will volatilize 1 
greater part ol' the raolybdic acid, which Is nearly alnayl 
pn.'Wtnt with the ammonio-magnesium phosphate, 
determination may he made in six hours. 

Bemlt = Mg,P,0,. 'aT.USj^ = P. 
Nitric Acid Process. 

Take a weighed sample of the steel, and dissolve ii 
HNO, (1.20 sp, gr); add 5 c, c. of HC!, evaporate to dry- 
nesa and heat on an iron plate to 120'' C. until all of t 
■add is removed; cool, add strong HCI and heat till dial 
solved, and evaporate cautiously to about 16 c. c., now ad^ 
40 c. c. strong HNO, and hoil down to 15 e. e.: now moTI 
the dish about bo as to moisten any dry scales that maj 
have formed, when partially cold add 40 c. c. of wat« 
(this should give a clear solution) filter and wash. 
filtrate should not exceed 150 c, e. 

The rest of the operation is conducted as described o; 
page 66 commencing at (X). 

E. FitED. Wood's Direct Phocess.* 

Method A. Applicable to iron and steel arid tnangti 
nese-iron alloys. 
Weigh 1.63 grm, material into a 4-inch evapor&tli^ 
dlab, add 35 c. e. 1.20 HXO,. Cover with a watch glai" 
when violent action has ceased put over a. lamp and bol 
down till nearly or quite dry, remove from lamp, and adj^ 
15-20 c. c. concentrated HCI, again boil down to drynea 
and heat to 200' C. for one hour, or until there is no longee 

*Jour. Anoiyt.Ciiein. Vol. I, p. 138. 
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any smell of acid, remove from lamp, cool, aiiil 30-35 c. c. 
concentrated HCi, boll till all is dissolved except silica 
and graphite, dilute with a liltle hot water, filter into 200 
c.c. beaker, Wflshing Alter with HCI and hot water. (The 
filtrate and washings need not exceed 125 c. c.) Boil 
down to 15 c. c. add 35-10 c. c, HNOj, {sp. gr. 1.42), again 
boil down to 15 c. c. add 5 c. c. water, cool, add 70 c. c. 
molybdic acid soitition, stir well, let stand at a tempera- 
ture of 20' to 30^ C. for 2 hours, or until the yellow pre- 
cipitate is cornpletfly settled and solution is perfectly 
clear. Treparfi a weighed filter by drying a 6 or 7 cm. 
Alter of Munktell's No, 1 Swedish paper for 35 minutes 
in steam drying bath at 100° C, weigh rapidly to within 
I milligram. Remove most of supernatant liquor with a 
siphon, filter remainder, and wash precipitate on a filter 
with water containing 2 per cent, of 1.20 nitric acid; wash 
precipitate and filter 4 to 6 times with this mixture, dry 
at 100° C. for 45 minutes {longer if precipitate is very 
heavy, the point of the filter ahould be blue when dried 
enough) weigh. The yellow phospho-molybdate of ani- 
monis contains l.tI3 per cent, phosphorus, so that each 
milligram = .001 per cent, phosphorus in sample. 

Method B. Applicable to steel and wrought iron. 
Weigh 1.63 gm. steel into 200 c. c. beaker, add 35 e. c. 
150 HNO, and cover with watch glass, when violent 
action has ceased, place over lamp and boil till carbonacc' 
ous matter is dissolved and solution is concentrated to 15 
i, c, add 15 to 20 e. c. chromic acid solution, boil down to 
.5 c. c, add 5 c. c. water, cool, precipitate and weigh as ia 
method A. For very rapid work nearly as accurate re- 
sults can be obtained in one hour. When solution is 
concentrated after adding chromic acid solution, rince 
into Erlennieyer fiask using as little water as possible 
(not over 8 c. c), cool to 30° C, add TO c. c, molybdic acid 
solution, previously warmed to 30° C, cork and shake 
violently for five minutes, let stand 10 minutes, when 
precipitation will be complete. Filter through weighed 
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flltCT. wash, dry 15 minutes at IK" C. This metbod m. i iT' 
tried In pig lroD,)jut the concentrated HNO, precipitat^^s^ 
rill'^n In audi a form that It could not be filtered. Th::i:^-Js 
rfifllfulty wMH avoided in 

Melhnd C. Applicable la pig iron». 
rimio 1.(13 gm. in a 200 c. c. beaker, add 35 c. c. \^^^ 
HNO^ boll 8 or 4 minutes, add 3 to 5 drops hydroflaoii^B^'^ 
■did und 16 c. c. water, boil down to 15 c, c, add 18 c. ^»- ^' 
flhromle aold solution, boil 5 minutes. Filter throagC '3*' 
asbpntoH niter, wasli filter with hot water, concentrat ^—•'* 
flllratfi to 20 c, c, cool and precipitate. Time rcquire^-^^ 
fthout 2!^ lionrs. As yet satisfactory results have no 
bflpii obtained on ferromanganese. though the uiethoc 
iMirks well on white iron and bpiegel up to 20 per cent-;;*' -* 
inAugnii«»e. 

aPRCIAL KEA GENTS. 

ahrcmta Aeid Solution.— Di»»olvB about 50 gms. CrO^ 
In 1 titer 1.42 nitric acid, by warming. The solutioiu 
ahuuld Iw renewed occasionully as it seems to ioseoxydlz— 
Ing powrr on standing Hori weeks. 

yilter Papur.—'l'hv best paper for tillering off silica 
and graphite In method Awasl'oiindto be Schleicher and J 
MchOII'n No, DO", about i* nn, diameter filter being used. - 
For collecting and weighing the phospho-molybdate the ■ 
rnont miitaUo paper found wus J. C. Munkteire No. 
»wedUh. 

Volumetric Method of EBtimating: 
Phosphorus. 

The accuracy of this method will depend upon the 
composition of the phosphomolybdate precipitate being 
constant. To t«3t this, I have made many estimations; 
and the precipitates obtained from known quantities of 
phosphorus agreed with each other, and corresponded 
■with the following well known formula when the pre- 
cipitation took place at 00=' C. or less. 

3(NH,),0. P.O;,. 22MoOj. 12HsO. 
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This formula contains 1.G833 per cent, of phosphorus, 
and 86.04 per cent. MoO,. 

The volumetric method is based upon the fact, that, 
"the MoOj in the phosphomolybdats precipitate can be 
Teduced to Mo,0, by zinc and dilute Bulphuric acid; and 
■the Mo,0, thus formed can be oxidized to MoO, by titrat- 
ing the solution with potaaBium permang^anate. The fol- 
lowing reaction takes place in this titration; 5M0[0j + 
eKMnOi + Sri.SO. = lOMoOj + 3K,S0, -I- 6MnS0. + 
9H,0. From this reaction wo obtain the /V factor of 
MoO,. asfollowar 

6KMnO, oxidizes 5Mo,Oj to 10 MoOj 
Therefore, KMnO, = J^ MoO,; or by aubstituting the 
atomic weights, 158 - 2-I0.; and by dividiDg by 5 we have 
31.6 == 48. 

A factor of KMnOj = .00310 
,'„ " " MoOa = .0018 
From the foregoing data, we obtain the ^ factor of 
phosphorus by this simple proportion: 
86.04 (MoO,) : I.I5838 (P) : : 0.0048 (fu fiwtor of MoOj) : x 
= 0.0000939 (ft factor of P) or 0.000094. 
This factor, thus obtained by calculation, has been 
veiiQed by analysis. 

The first results oljtained were not constant, and were 
too high, due to the varying amounts of zinc sulphate 
present, which is formed in reducing the MoOj; for I 
have found that pure zinc sulphate as well as that formed 
in reducing the MoO, to Mo,03, will reduce potassium 
permanganate. It is therefore necessary to first ascertain 
the reducing power of the zinc sulphate which is formed 
in the first part of this operation, which may be determ- 
ined as follows; 

Take 10 grms. of Zn, add 75 c. e. of water tiien 15 c. c. 
of strong HbSO,, when violent action has ceased, heat so 
s to maintain a rapid evolution of hydrogen during 15 
minutes, filter, to the filtrate add 3 c. c. of H,S0(, cool 
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under the hydrant to 30° or 40" C, and titrate with ft 
KMqOj to a permanent pink color. Deduct the c, c. of 
KSInO, used from each titration of the phosphomoly fa- 
date precipitate. (Thia reducing power of zinc aui- 
phate varies with the zinc used, but Is constant for the 
same zinc). 

Reduction and Titration of the PhospJtomolpbdatt^ 
pTecipitate.— Alter washing the precipitate in the usui 
manner, it must be washed twice wilh pure water to n 
move the nitric acid; then dissolve in dilute ammoniM^ 
and dilute the solution to 150 c, c. with water, divide ii 
two equal portions and to each add 10 grnis. of the testa 
Zn and 15 c. c. of strong II, SO,, cover, and apply heat ta 
maintain a rapid evolution of hydrogen for 15 minntei 
now Alter as rapidly as possible allowing the undissolved 
zinc to go on to the lilter, rinse out the Hasks a 
times with dilute H,SO., then fill the filters once 
cold water, and as soon as this has passed through, ci 
the solutions under the hydrant and titrate each i 
rapidly as possible with ^ KMnO, till a faint, permanent 
pinli color la produced. The solution after reduction 1 
dark, which on titration grows lighter till it becomes pe( 
L fectly white, then a few more drops of KJInO, will prtw 
gluce the pink color. 

Estimation of Silicon. 

jolve 0.5 grm. in 20 c. c, of dilute sulphuric acid (i 

■Of to 8 pts. water) In a porcelain evaporating diBl 

^en dissolved add 1 e. c. of UNO, ( 1.40 ap. gr.), and ! 

i c of strong 11,80, and evaporate imtil white fumea a 

,30, are given off, continue the heat 5 or 10 minutes; thai 

>ol, add some strong HGl, then 10 c. c. of water, and hea 

U dissolved; filter, wash with hot water containinjfJ 

H- cent .of HSO,. Residue = SiO,. 

In estimating silicon in ferro-manganese and spiegd 

t is necessary to dissolve in HXOj ( 1.40 sp. gr.), then ad< 

-SO, and proceed as above. 
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Estimation of Sulphur. 

First Method. 

Take from 3 to 5 grms., place in a generating fiasfe, 
which haa a funnel-tube with a stop-cock, connect the 
flask with three small, three-bull) U-tubes; fill these tubes 
oDC-third full with a solution of KMdO, ( 1 grm. KMnOj 
to 200 c. c. water ). The KMnO, must be free from sul- 
phuric acid. Now, gradually let into the generating flask 
dilute HCl ( 1 pt. HCI to 2 pts. water ). The HQ must be 
free from CI. A rapid evolution of gas must be avoided. 
Continue the operation until all of the iron la dissolved, 
then heat the flask nearly to boiling, and draw air 
through for some time. Empty the U-tubes into a beaker, 
rinse flrat with water, then with strong' HCI to disaolve 
the oxide of manganese adhering to the sides. Now add 
about 15 c. c. of strong HCI and evaporate rapidly; after 
the solution has been reduced to about one half of its 
original bulk, if it is not clear add more HCI and con- 
tinue the boiling until a dear solution is obtained; that 
is until the KMnO, has all been reduced. Neutralise the 
excess of HCI with ammonia and precipitate the sul- 
phuric acid in the usual manner. 

If this last solution contains a sediment, on account 
of impurities in the KMnO,, then filter before precipita- 
tion. 

If the whole amount of sulphur is to be saved, then 
the residue in the generating flask must be filtered out, 
digested with aqua regla twice, and evaporated to dry- 
ness each time, then taken up with HCI and water, filtered, 
and the filtrate added to the above solution before pre- 
cipitation with BaClj. 

Second Metlwd. 
Proceed according to directions given above, using 
in the U-tubes in place of KMnO,, a solution ot caus- 
tic Boda ( 1 pt. NaHO to 5 pts. water ). This solution 
of aoda must be free from sulphur, or its compounds, or 
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any agent which will reduce iodinB, Empty the U-tuha 
into a. large flask, rinse well with water, and dilate to SOO 
or 300 c. c, acidify with strong HCl (free from CI), add 
stnrch solution, and titrate with jgj solution of iodine. 
iBo factor of S = .00016. 

Third Method. 

Cadmium Solution. Talte 250 grms. of CdCl, dissolTli 
it in water, and add enough NII,OH to dissolve the pi 
oipitate which may form, thpu heat and filter, it n 
aarv, and dilute to four litres with strong !NIT,OH. 

Take IB c. e. of thia solution, dilute it with 150 c. c ol 
water, if a precipitate forms add some XH.OH to dissolTt 
it. Now take 5 grms of iron in a generating tiask and 
dissolve it with dilute HCI (1 of acid to 2 of water) a 
pass the gas into this last solution of CdCL When tl 
iron is all dissolved, dilute the cadmium solution witt 
water to 400 c, c. then add gradually dilute HCl till H 
solution is acid; now titrate with standard iodine. 

The sulphur in the residue may be estimated t 
directed in the Jlrst method. 

If perfectly accurate results are desired the cadmian 
sulphide must be filtered off and then removed from t 
filter and titrated; for the cadmium solution wliichdi 
Btroys iodine, absorlis carbaretted'hydrogen, thus giv^ 
too high a per cent of sulphur. 

Estimation of Manganese. 

OENKBAL METHOD FOR PRECIPITATING THE ) 

i MnO, BY HNOj AVD KCIO,. 

Take of pig-iron from 2 to 5 grmp., dissolve in HK( 

(1.2 sp. gr.), using 12 c. c. of the acid for each grm. of iro 

taken, filter, evaporate the filtrate to a pasty conditiol 

d then add 40 c. c. HNO„ (1.40 sp. gr.). Take of steel 

I., dissolve in 25 c. c. of HS"0, (1.20 sp. gr.) and eyap 

« to a pasty condition, then add « c. c. of HSO, (,U 
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sp. BT-)- Take of spiegel 0.5 grm., or of ferro 0.1 grm., dis- 
solve in 40 c, c. of HNO, (1.40 sp. gr,). 

Use a pint beaker for dissolving the iron or steel, and 
a. 12 oz. beaker for spiegel or ferro. 

Boil the solution thus prepared, and while boiling add 
2 grms.of pulverized KC10j,in small quantities at a time; 
this need not take more than five minutes. 

Now add 20 c. c. of HNOj (1.40 sp. gr.), boil and add a 
little more KClOj (about 0,1 grm,), boil 5 minutes after the 
last portion of KCIO, has been added, then remove from 
the lamp and cool. Filter through purified asbestos, suck 
the filter dry with the aspirator, then wash with purified 
HNO, (1.40 sp. gr.) until the acid comes through clear, 
again suck dry with the aspirator. 

Pp (fi) ~ MnO, + FejOs with some nitric acid. 

GRAYIMETBIC METHOD, 

Transfer jPp (a) with the asbestos to the beaker in 
Tbich the precipitate was formed, add HCl and boil until 
the MnO| ia all dissolved ; filter and wash with hot water. 
The filtrate contains some iron with the manganese; 
■nearly neutralize with ammonia, add a very small lump 
of sodium acetate, and boil ; filter, wash slightly with hot 
water, redisaolvo the precipitate in HCl, and reprecipitate 
the Iron; unite the two filtrates, heat nearly to boiling, 
add an excess of sodium ammonium phosphate, then am- 
monia in slight excess and boil till the precipitate presents 
a silky appearance. Filter, dry, ignite and weigh. 

Eesult ^ Mn,P,0,. Wt. of Mn,P,0, X .3873 = Wt. 
of Mn. 

VOLUMETRIC METHOD. 

No.l. 

Transfer Fp (a) with the asbestos to the beaker in 
wbich the precipitate was formed, add about 75 c. c. of 
■water and then run in ft ammonio-ferrous sulphate 
<made by dissolving 39.3 grms. of the salt in water, adding 
SO c c. of strong H,SO( and diluting to one litre, when 
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cold), S c. c. at a time, stirring thorouKhl; after each ad- I 
dition, until tbe MnO, U all diasolved. (Do not heat). A 
weighed amount of the salt and H,80, may be added in- 
stead of the A solution. !Now titrate back the excess of 
ammoaio-ferrouB sulphate with ft KMnO,, the Urat Hash 
of tbe rose color is the eud reaction; deduct from the 
KMnO, used 0.2 c, c. If in doubt about the end reaction, 
place a few drops of freshly prepared ferricyanide of po- 
tassium on a porcelain plate, and test the solution with 
it, titrating back and forth with f^ ammoaio-femna 
sulphate, and /V KUnO,, until a satisfactory end reaction 
Is obtained. 

Multiply the number of c. c. of ^ ammonio-ferroiu 
sulphate actually used by .00275 the ft factor of Mn. 

VOLHAHD'S VOLDMETRIO PROCESS. 

No. 2. 
TIlia process is based upon the following reaction 
which takes place ia titrating mangaaous sulphate witii 
D permanganate. 

K)4+2H,O+2KMnO, = 5MnO,-|-K,SO4 + 2H,80, 

ft factor of Mn = .00165. 

Take 2 grms. of steel (more or less according to the 

r cent, of Mn), place it in a porcelain dish, add 10 c. c 

if strong H,SO„ and 40 e. o. of HNO, (1.20 sp. gr.); when 

dissolved boil on a sand bath until white fumes of SO, 

are given off, continue the boiling two minutes longer. 

],fCool, dissolve in hot water, transfer to a large flask grad- 

d to hold 500 c. c, ( The dilution must be 250 c. c. for 

r each grm. of iron taken) add dry sodium carbonate til) 

\ the solution turns red, then add an excesn of the oxide ot 

' zinc paste, shake well, and as soon as tbe acid is all ni 

< trallzedthe precipitate will settle readily; dilute to 

' mark with cold water and shake well. Filter thiougli 

Jftige, dry. plaited filter; take 100 c. c. of the filtrate, i 

'Sin A 250 c. c. flask, add 20 c. c. of the solution of zinc 

ihate, boil, and titrate with {"^ KMuO,. In titrating 



'si 



IRON AND STEEL. 77 

sliake the flask violently after each addition, and reheat 
toward the last. The end reaction is the production of a 
faint permanent rose color. 

VOLVMETRIC PBOCEaS. 

No. 3. 
Take 2 grnia. ot steel, diaaolve in 30 c. e. of 1.20 HNO„ 
^hen dissolved boil for 5 minntes, dilute with water, 
transfer to a 500 c. c. flask, add dry sodium carbonate till 
'he solution turns red, then add an excess o^oxide of zinc 
paste, dilute to the mark with cold water, shake well, and 
fiiter through a large, dry, plaited filter. Take 200 c. c. of 
the filtrate, add some of the oxide of zinc paste, beat 
rapidly till the solution boils, and titrate with ft KMnO,. 
i\ factor of Mn = .00165. 

Estimation of Total Carbon. 

[See lUustratiou on Fa^u 78.] 

A and B are for removing CO^ from the air; A is filled 

one-third full with a solution of KHO, and B ia ailed 

'vith soda-lime. C ia a fiinnel tube for transmitting the 

Solutions into the generating flask D; it is connected by 

a rubber tube, and cork (a) with the U-tube B, so that 

_ ^ the air which eaters the apparatus at this end is freed 

I from CO,; it ia also provided with a stop-cock. D is the 

I venerating flask. £ is a flask for condeusing any vapor 

I that may pass o*er during the T)peration; the bottom ia 

I covered with strong II,SO,; the entrance tube passes 

I just through the cork and the exit tube extends down to 

ivlthin one-quarter of an inch of the II,SO,; the flask 

l^mmt be immersed in a beaker of cold water. F is an 

■eight inch, three bulb U-tube, filled to the mark ( b ) with 

Vattong K,SO,. 6 is an eight inch, straight U-tube, filled 

■ with granular calcium chloride. II is an eight inch 

traight U-tube, the left arm filled with anhydrous cop- 

r sulphate, and the right arm with granular calcium 

l-Chloride. K is a potash bulb filled to the mark (c) with 

VKHO (1.27 sp. gr.); there ia connected with, and fastened 

o it, a four inch, straight U-tube L, the upper arm filled 
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Kith soda-lime, and the lower arm with graoutar calcium 
bloride. K and L are for the abaorptioa of the carboD 
(Uoxide. M is Its guarA tube, tne left arm filled with 
{lauular calcium chloride, and the right with soda-lime, 
is an aspirator bottle, which holds five litres of water, 
S la a funnel for collecting the carbon. 

If the corks and rubber tubing are new, boil in a aolu- 
lou of CrO, in HjSO, and wash thoroughly before use. 
The combustion should be made in a room as free as- 
fossible from acid fumes, and blank testa should be made 
ud the guard tubes increased till a constant weight of 
tbs potash bulb ia obtained. 

Biaaolving the Iron or Sieei.— Weigh out 3 grma. of 
iefine iron or steel, add 201) c.c. of the double chloride 
of copper and ammonium solution, stir the solution fre- 
quently, and after a few minutes apply a gentle heat [50° 
or ao° C). "When the iron and the precipitated copper 
have been dissolved, add a few drops of HCl to disaolve 
the thin film of oxide of iron which bus formed on the 
'nriace. The carbon ia now collected in the funnel N, 
Which is loosely stopped with a small quantity of purified 
OS. Hot water is first run through the filter, thea 
the solution; the residue is washed once with the double 
chloride, and then with hot water, until the wasn water 
fiyes, with AgNO,, no teat for chlorine. The funnel Is 
then broken Into three pieces, by scratching at d and e 
Trith a file and applying a hot iron; the pieces, with the 
arbonaceous residue, are next introduced into flask D.. 
The whole apparatus is now carefully connected, and the 
aspirator set running, valves 1 and 3 being open and 3 
closed; and one litre of air drawn through; now close 
I Talve 3 and open valve 2, After standing thirty minutes 
I disconnect K and L and weigh them. Re-connect K and 
I h, close Talvea 1 and 2, remove the cork (a) and by means 
t of a funnel introduce into C, 90 c.c. of the solution of 
CrO, and H,SO,. (Theamount to be used of this solution 
will depend upon the carbon present. For 3 grms, of 
L eted with one per cent, of carbon or less, use 90 c.c. Por 
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pig iron, or high carbon, use at leaat twice tiiis amouat^ -■ 
or talte less of tbe metal in order to maintaiQ about the— ^ " 
same ratio between the carbon and oxidizing reagent)- ^C' 
Then insert cork {a) and open valve 3, and aa soon as aic^K^ ■> 
bubbles commence coming through K, open valve 1 aod^£^ 
allow the solution to flow gradually into D, Now closei^^^ 
vaive 1 and apply heat to D; shako D carefully to insure;^^ 
thorough contact of its contents, and continue the heat^*" - 

till white fumes appear, or, to incipient ehullition. Re — 

move the lamp and gradually open valve 1 till wide open;^ -m 
when the aspirator O ia half empty, open valve 3 so that3»' J 
the air bubbles will come over more rapidly. At firstJ' * 
the hubbies should not come through faster than three^^' 
in a second, and at no time fast enough to throw th^^ - 
potash solution in K into the exit tube. When the aspi — -S 
rator is nearly empty close valve 3, and in about flve^^ ~ 
minutes open valve 2; allow the apparatus to stand^£^ 
thirty minutes, then disconnect K and L and welgh^c^ 
them; the increase of weight is the weight of CO,, o^^H 
which 27.3 % is C. ^M 

Estimation of Graphite. ^H 

Take about 2 grms, of iron, add an excess of HCl -^^ 
(1.12 sp. gr.), heat moderately untii no more gaa ia -s^ 
evolved, filter through purified asbestos, wash with hot - - 

water, then with a solution of potash, next with alco- 

ho!, and lastly with ether; dry thoroughly and oxidize -^ 
with CrO,. 

Colorimetric Determination of Combined 

Carbon. 
Select for color standards, steels, which are as nearly i 
like the samples to be treated as possible, both aa to I 
chemical composition and mechanical treatment, and I 
treat the standards and samples to be tested esacti; 1 
alike in working. 

A widely varying chemical composition in other ele- I 
menta than carbon and iron, and the mechanical treat-J 
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fflflnt, as well aa the varying modaa of carrying on the 
analysis, all make difEerences in the intensity and shade 
of color given hy combined carhon in steel to its nitric 
ftcid solution. 

The mechanical state of division of the standard and 
samples to be treated must be about the same. 

Drillings are generally used, since they are less liable 
to contain foreign matter, and as a rule, are sufficiently 
coarse to prevent too rapid solution. 

One-tenth of a grm. is usually taken, although varying 
amounts up to five-tenths are used. 

I prefer to take one-tenth of a grm, as being more 
Convenient to work with, although the error is slightly 
loss with a greater weight. 

The amount of nitric acid ( 1.20 ap. gr.) to be used 
^*rtH depend upon the per cent, of carbon aa well as upon 
i*iB amount of steel taken. For 0.1 grm. of steel, with 
Carbon from 0.00 per cent, up to 0.50 per cent, use 3 c. c. of 
■eid; from 0.50 up to 1.00 per cent, carbon use i c. c; from 
l.QOup tol.TBper cent, of carbon use 5 e.c; above 1.15 per 
Cent, of carbon use 8 c. c. 

Place the weighed samples in 5 inch test tubes, and 
,*mmerse them in cold water, then run into each tube, 
BTTadually, 3 c, c. of HNO, ( 1.20 ap. gr.) for each 0.1 grm, of 
*teel taken. ( The nitric acid must be free from chlorine, 
citrous fumes, and organic matter.) Allow them to stand 
Intil all action has ceased in the cold. 

The samples under examination are now comjiared 
^ith the standard by removing the tubea successively 
*rom the water, and more acid is added to the darker 
Samples If it is deemed necessary. The cold water in 
i'Fhieh the tubes are immersed is now rapidly brought to 
boiling, and boiled for fifteen minutes if the ateel has leas 
than 0.15 per cent, carbon, for twenty minutes if between 
0.15 and 0.30, and for thirty minutes if between 0.30 and 
O.80, and for fortv-flve minutes if above 0.80 per cent, car- 
bon. 

olntion becomes turbid 
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nitric acid and oxide of iron, then the sample 
be heated above 70° C. 

The test tubes shonld be shaken several times during 
the boiling, which ahould be performed in a moderately 
dark room or closet, and the water in the bath should be 
kept at least on a level with the solutions in the tubec] 
which can be accomplished by adding from time to ti^M 
boiling water to the bath. ^ 

After the boiling, remove the test tubea from the baHf 
and plunge tliem into cold water, and, when cold, place 
them in a rack and exclude the light, then add to each 
tube3c.c.of water for each 0.1 grm. of steel taken, which 
will destroy the- tint of oxide of iron. Shake the tubes 
and if there Is any graphite present Alter through a very 
Binall dry filter. 

When placing the tubea in tlie rack after cooling at^ 
range them according to the depth of color, the darka 
one at one extremity and the lightest at the other. 

For comparing the colors use a pair of graduate 
tubes, with ^ or ^ inch internal diameter; these tub 
must be made of colorless glass, must have the samel] 
ternal bore and thickness of glass walls, and must | 
calibrated. 

In matching the colors use a camera-shaped \ 
painted black inside, with two holes through the upp| 
part near the small end for inserting the tubes, and v 
a piece of pure, white filter-paper fastened over the am 
end. 

Take the test tube containing the standard and coa 
pare it with the rack of samples, and select the one whld 
has the same or a slightly darker color, as the beglni 
point. Transfer the standard to one of the graduatl 
tuljes, and dilute it with water eo that 1 c. c represeu] 
0.1 or 0.ffi per cent, of carbon. If we talie 0.1 grm. o(' 
0.30 per cent, carbon steel, and after dissolving dilute 1 
to 6 c. c.| each c. c. represents 0.05 per cent, of c 
{ 0.30 -!- 6 = 0.05 ). If our standard is a 0.31 per cent o 
bon, then we must dUute It to 6.2 c. c. (0.31 -;- 6ja = 0.0 
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Having thus diluted the standard, take the other gradu- 
ated tube and empty into it the test-tuBe which has been 
selected as the beginning point, place the two in the 
camera box, and if the sample under examination is 
darker than the standard, dilute it with water until it 
basthe same color as the standard; note the number of 
cc. and multiply them by 0.05; this gites the per cent, of 
carbon. Compare all the darker samples in the same 
manner. Now dilute the standard with an equal volume 
of water, then each c. c. represents 0.025 per cent, of car- 
bon, and compare the lighter colors with it in the same 
nianner. 



TITANIC IRON. 

Estimation of Silica, Titanium, and Iron, 

Fuse in a platinum crucible enough KHSO4 to form in? 
*t^e bottom a mass, one-quarter of an inch thick. Weigh 
^•^ grms. of the ore, mix it thoroughly with 3 grms. of the 
^Xiely pulverized, fused KHSO4 and charge it into the 
^I'ncible, and place on top of all some iBne, fused KHSO4, 
^over the crucible, and heat very moderately for five min 
Utes. (The heat must be just sufficient to expel a very 
Small amount of SO3). Now increase the flame, and so 
place the crucible that the bottom will be in the cool part 

of the flame (that is, two or three inches from the burner,. 

according to the size of the flame), continue this heat five 

minutes, then remove the lamp, and examine the charge. 

It will be fluid, and one can readily see whether or not 

the ore is all fused. If not, heat a little longer, and add 

more fused KHSO4 if necessary. 

When fused, allow it to cool till it begins to solidify^ 

then pour into a hot porcelain evaporating dish as much 

of it as possible, place the crucible in the dish, and when 

cold dissolve in cold water and filter. 

Res. (a) = Silica and calcium sulphate. While yet 

moist wash the residue with a saturated solution of sodium 
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bypOBUlphlte, which will dissolve the calcium solphat 
and finally with distilled water to remove the byposulphit^ 
This wash water must not be added to flit. (a). 

put, (a) contalBB the titanic acid, the iron and som 
lime, Dilute to COO c. c, add a few drops of nitric acid • 
prevent the ferric Iron from coming down with the titar 
fioid and boll for some time, maintalQlng the bulk of the 
solution by adding from time to time hot water. Filter,* 

Pp. (6) = TiO,, Dry and ignite, cool, add a little dry 
ammonjiiin carbonate, ajid agiiin ignite to expel any sul^ J 
pburlc acid that may be present. 

FUt. (6) ODDtains the iron and part of the lime; add b 
It the wash water from res. (a], and then determine the J 
total Iron, and the lime, 



CHROME IRON ORE. 
Estimation of Cr,Oi. 

Take 0,5 grm. ol' the very finely pulverized ore a 
mix it with tt grms. of fused KIISOi in a large platin 
crucible, fuse for 15 minutes Ht »s low a heat as possible, 
then raise the heat gradually till the full heat of the Bun- 
eeu burner has been attained; now apply the blast aod 
heat for 15 minutes longer; cool, add 3 grms. of dry sodioi 
carbonate, fuse, and project into the fused mass, fro 
time to time, potassium nitrate till about 3 grms. bai^ 
been added. This last fusion will require about one hot 
The whole operation must be carefully watched from tl 
first and the contents of the crucible not allowed to n 
over the sides. Dissolve the fused mass in boiling wate 
filter while hot. and wash with hot water — fUt, (a). 

Res. (u). Digest with HCl for three hours; if a dai 
residue remains, Alter, throw away the Sltrate, and f 
the residue as above, and add the filtrate to filtrate (a), j 

•Crookes 187. 



Pitt. (a). Add an excess of ammonium nitrate, evap- 
orate on a water bath, nearly to dryness, or until all of 
the liberated ammonia has been eipelled, then add water 
and filter. 

Fill. (6). Add a few drops of HjSO, and then a small 
piece of bisulphite of soda, and trail till all the CrO, is 
Teduced to Cr,0, and the excess of sulphurous acid baa 
been expelled, (the solution will be bright green). Now 
add ammonia in slight exce^ and boil till the excess is 
expelled, filter and wash with hot water. The filtrate 
should be colorless. 



LEAD SLAGS. 

Proximate Analysis. 

The silver and iead are generally estimated ia the dry 
way. 

Estimation of SiZfea.— Dissolve a weighed sample (1 

M.) in strong HCU add some HNOj to oxidize the iron, 
evaporate to dryness, take up with IICl and water, filter 
and wash by decantation with boiling water. The residue 
of silica, with some foreign matter. Is igoited in the usual 
way. The filtrate can be used to estimate alumina, iron, 
and magnesia (see Blast Furnace Slag). 

EHimation of iTon. — Dissolve 1 grm. of the slag in 
strong HCl, and filter; if copper is present it must be 
removedi now titrate the iron with stannous chloride and 
ftK,Cr,0,. 

Entirnatian of .Jfonpanes*.— Dissolve a weighed sam- 
ple in HCI, add enough HNO, to oxidize the iron, then 
add a moderate excess of H^O, and evaporate till white 
fumes (SOj) are given off; cool, dilute with water, and 
filter; titrate the filtrate with fi, KMnOj. 

Estimation of iime.— Dissolve 0.5 grm, of the slag in 
aqua regia, and filter; add to the filtrate ammonia in slight 
excess, and boil: continue the boiling and add gradually 
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a saturated solution of oxalic acid until the iron is i 
Boked, then add ammonia till a slight precipitate of i 
Is formed.now add very cautiously more oxalic acid ui 
the iron is dissolved, boil for fifteen minutes after 
Inst addition of oxalic acid, and then filler. ( If iron b 
clpituted with the lime, dissolve in HCl and reprvcipita 
Titrate the precipitate for lime according to dlrectii 
given. 



COPPER ORES AND PRODUCTS. 
Estimation of Copper by the Battery. 

A method for estiniHting copper in ail ores and suft 
Btani^fs, which do not contain elements that are preolpS 
tated by the battery from acid solutions. 

Take 2 grms. if the ore carries more than 10 per e» 
Of copper, add 5 c. c. of atrong HjSO,, then a little HN( 
from time to time until action ceases: heat on a sand I 
until white fumes appear, and the mass is nearly dry; c 
addSOc.c. of water, boil and filter, wash with water acid 
ulated with H,SO, ( if there remains a black residue ti 
It as bpforti). Place the filtrate, or a part of it, ii 
weighed platinum dish, then place the dish in the eir< 
of a moderately strong battery;* when the snlutiO 
has lost its color, test a drop of it with H,3 water; if w 
copper remains in the solution, a dark precipitate will 1 
formed. Wash the precipitated copper two or three tint 
with hot water, then with alcohol; ignite the r 
alcohol and when burnt ofl, weigh; if the copper solutlc 
is too strong the copper will not all adhere to the dia 
but will appear as loose, granular copper; this wil 
happen if the current of the battery is too strong. 



• By UBllis two BuQAen elements ani] liealinE tbe copper Hilt 
4170' otS>- C. the copiier will 1)e [ireclgilUtedtn tour boon. {Oti 
melectrolfslBBS.; 



Istlmation of Copper by Potassiiim Cyanide. 

BisHolve the sample as in the preceding method, and 
Iter into a large beaker, in which has been placed a rod 
zinc to which has been fastened a strip of platinum 
pi. When the copper ia all precipitated, remove the 
inc, and wash the copper by decantation, using a little 
alphurie acid in the wash water. Dissolve the copper in 
lie least tiuantity of nitric acid possible, add about 60 c. c. 
t water, then add NHtOH till the precipitate which first 
BrmB is just dissolved, now dilute to a given number of 
c. and titrate with standard Potassium Cyanide. 



Estimation of Zinc. 



For rich ores take 0,5 grm., for poor ores 1 to 2 grras. 
Hsaolve the ore in aqua regia, evaporate to dryness, and 
real the residue with HCl and water. Pass into this 
trongiy acid solution H,S gas and filter. 
[ Pp. (a ) = Cu8, etc. 

Fill. (a). Boil and add a few crystals of KCIO, to 
^dize the sulphur and iron, continue the boiling until 
he odor of CI has disappeared; cool, and add !N'H,OH in 
Ught excess, boil, and 61ter, If there is much iron, dis- 
rive the precipitate in HCl and reprecipitate with am- 
itcmia, and filter. Unite the filtrates. 

pp. (b) = FeaOj, etc. 

Filt. (6). Neutralize with HCl, and then add 15 c. c. 
lore of HCl, and dilute to 200 or 300 c. c. Take 30 to 50 
ic. of this solution, heat nearly to boiling, add a few 
lops of a solution of uranium acetate, and titrate with 
he standard solution of Potassium Ferrocyanide. 

While the above is for the estimation of zinc only, it 
^ be used for estimating copper and zinc in certain ores 
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and lead furnace slags. For this purpose take Pp. (.a\M 
dissolve iD nci, boll and add a few cri'stals of KCIO, aodV 
continue the boiling till the odor of chlorine rtiaappearBil" 
filter, and add to the filtrate NH.OH and titrate witb J 
Fotaseium Cyanide as directed under copper ores aiut^ 
products. 



ARSENIC ORES AND PRODUCTS. 
Estimation of Arsenic. 

Take o.5 grm. of the very fine ore, and fuse it, 
lar^e porcelain crucible, with from S to 10 times its weight, 
of a mlxtureof equal parts of Na,CO, and KSOj. Apply 
a moderate heat at first, and near the top of the crucible 
if possible. When thoroughly fused and no more bubbles 
escape, cool, and dissolve in hot water. Filter and acid- 
ulate the filtrate with HNO„ and boil till CO, is all 
expelled; cool and exactly neutralize with NIIjOH. If s 
precipitate is formed ( alumina, etc.), filter it off. Add t^i 
this solution silver nitrate In excess, stir well, then addi 
from a burette (a drop at a time) a dilute solution at, 
NHjOH (1 part NH.OH to ten parts water) tUl neutralji| 
or slightly alkaline; stir thoroughly. The arsenic will b»' 
precipitated as the brick-red arsenate of silver ( Ag, AaOJ. 
Filter and wash the precipitate with cold water. Dissolve 
the precipitate on the filter with dilute HNO^ add to this 
solution a few drops oC ferric nitrate,and titrate with 
Ammonium Sulphocyanatc. 

Each c. c. - .0025 As. 

If the ore carries a large per cent, of s 
digest it with strong HNO,. evaporate to dryness, a 
then add the fusing mixture and fuse as given above. 



I 
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MANGANESE ORES. 

Technical Examination of Manganese Ores 
used for Bleaching Purposes. 

Pulverize 2 or 3 grraa. very fine and dry at 120° C, in 
an air bath. Weigh out al)outO,5 grra., place in aBiWc.c. 
flask and add 6 grma, of crystalized ammoDio-ferroua 
sulphate, and about 20 c. c. of water, warm til! the salt is 
disaolTed, then add strong H,SO, and heat till the ore is 
completely decomposed. Now titrate tbe excess of the 
double iron aalt with -ft KjCr,0„ and multiply the c. c. of 
-ft K,Cr,0, required by .0392; tbe product will be the num- 
ber of grms. of the double iron aalt «n decomposed.* De- 
ducting this amount from the grms. taken we will have 
the grma. of the double iron salt that have been oxidized, 
■which multiplied by 0.111 will give the amount of per- 
oxide of manganeae in the weight taicen. 



INSOLUBLE SILICATES. 

Estimation of Potash and Soda in Feldspar, 
Etc. 

Take 0.5 grm. of the finely pulverized silicate and mix 
it with 0.5 grm., or a little more, oC NHjCl in an agate 
mortal; then add i grms, of carbonate of lime in three 
portions, mixing intimately after each additioD. Charge 
this mixture into a platidiira crucible. Place the crucible 
in an inclined position on the triangle and apply a gentle 
heat (commencing at the top and gradually carrying it 
toward the bottom) until the NH4CI is completely decom- 

■If ft KMnOi li nsed, the end reaction must ba determinod by 
aslag potaaaiara ferricyitnide as lu titratiagwlth KiCrgO); for I bavQ 
found that solutions containing a considerable quantity of Bulpbate of 
manganese will raducB KJInO,. and tbo rose color will not be obtained 
till long atter tbe Ferrous iron lias all been oxidized, 1( at all. 
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posed. This will take from 5 to 10 minutes. Now plac< 
the crucible in the upright position, and apply a brigh 
red heat for from 40 to 60 minutes. Cool the crucible 
when cold the contents will be found to be a semi-fuse( 
mass; place in an evaporating dish, add watpr, and hea 
till the mass slakes; remove the crucible, washing it thoi 
oughly with water, and digest the mass one hour longe 
-or till completely disintegrated. Filter and wash welJ 
The filtrate contains all the alkalies of the mineral, an( 
some calcium chloride and caustic lime: add some ammo 
nium carbonate, and concentrate to about 50 c. c; thei 
add a little more ammonium carbonate and a few drop 
of ammonia, and filter; to this filtrate add a few drops o 
•ammonium carbonate, and concentrate; if a precipitate ii 
formed, filter it off and repeat the last operation till j 
precipitate ceases to be formed; now evaporate to drynesi 
in a weighed platinum dish on a water bath ; when dry 
heat, at first moderately, over the Bunsen burner unti 
the NH4CI is driven off, and then gradually increase th( 
heat to faint redness; cool, and weigh. This weight 1 
the chlorides of the alkalies, or the weight of mixe( 
chlorides. 

Indirect Determination of the Potdsh and Soda in th 
Mixed C/iZondc^.— Dissolve the mixed chlorides in wate 
and determine by titration with ^ AgNOs the tota 
chlorine: Then by means of the following formula? th< 
quantities of NaCl and KCl are determined. 

"W" = weight of mixed chloride. 

C = weight of chlorine. 
NaCl = C X 7.6311 — W X 3.6288. 
KCl = W X 4.6288 — C X 7.6311. 



SOPEBrHOSrHATES. 91 

SUPERPHOSPHATES. 

Method for Determining Phosphoric Acid 
and Moisture. 



« OF REAGENTS. 

(1) To prepare am-monium citrate solution.— 'iUx. 370 
Srams of commercial citric acid witli 1,500 cubic centime- 
ters or water; nearly neutralize with crushed couimercial 
carbonate of ammonia; heat to espel the carbonic acid; 
tool; add ammonia until exactly neutral (testing by sat- 
liratedalcoholicsolutionof coralline) and bring to volume 
of two litres. Test tbe gravity, which should be 1.09 at 
20°, before using. 

(2) To prepare molybdie solution. — Dissolve 100 grams 
of molybdie acid in 400 grama or 417 cubic centimeters of 
amnionic of apeciflc gravity 0.96, and pour the solution 
thus obtained into 1,500 grams or 1,250 cubic centimeters 
of nitric acid of specific gravity 1.20. Keep the mixture 
ina warm place forseveral days, or until a portion heated 
to 40° C. deposits no yellow precipitate of ammonium 
phospho-molybdate. Decant the solution from any sedi- 
ment, and preserve in glass-stopperpd vessels. 

(3) To prepare ammonium nitrate soiuiton.— Dissolve 
200 grams of commercial ammonium nitrate in water and 
bring to a volume of two liters. 

(4) To prepare wMgnesia mixture. — Dissolve 22 grams 
of recently-ignited calcined magnesia in dilute hydro- 
chloric acid, avoiding excess of the latter. Add a little 
calcined magnesia in excess, and boil a few minutes to 
precipitate iron, alumina, and phosphoric acid, filter, add 
280 grams of ammonium chloride, 700 cubic centimeters 
of ammonia of specific gravity 0.9G, and water enough to 
make the volume of two liters. Instead of the solution 
of 22 grams of calcined magnesia 110 grams of crys- 
tallized magnesium chloride (MgCI,, GH,0) may be used. 

(B) Dilute ammonia for waahing. — One volume am- 
monia of specific gravity 0.96 mixed with three volumes 
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of ■water, or usually 1 volume of eoncpntrated ammonia. I 
with 6 volumeB of water. 

(1) Preparation of sample.^The sample should 1 
well intermixed and properly prepared, so that Beparato* 
portions afaall accurately represent the substance under I 
examination, without loaa or gain of moiBture, 

(2) Determination of moisture.— {a) Jn potash salts^B 
nitrate of aoda, and sulphate of ammonia heat 1 to 5gram»l 
at 130° C. till the weight is constant, and reckon water! 
from the loss, (6) In all other fertilizers heat 2 grams, or t 
if the sample ia too coarse lo secure uniform lota of Sl 
grams each, 5 grams for five hours at 100' in a steam batlu 1 

(3) Water-soluble phosphoric ncid,— Bring 2 grams oa 
a Alter, add a little water, let is run out before adding^ 
more water, and repeat this treatment cautiously until no 
phosphate islikely to precipitate in the filter. If the wash- 
ings show turbidity after passing the Alter clear up with 
acid. When the substance is nearly washed in this man- 
ner it is transferred to a mortar and rubbed rfith a rubber 
tipped pestle to homogeneous paste (but not further pul- . 
verized), then returned to the filter and washed with."! 
water until the filtrate measures not less than 250 cubi&l 
centimeters. Mix the washings. Takeanaliquot (usuallyj 
corresponding to % gram of the substance) and determlnaJ 
phosphoric acid, as under total photiphoric acid, 

(4) Citrate-insoluble phosplioric arfd.— Wash the r 
idue of the treatment with water into a loO cubic eenti-J 
meter fliisk with 100 cubic centimeters of strictly neutral 
ammonium citrate solution of 1,09 density, shred and add] 
the filter paper, cork the flask securely, plat 
bath with constant temperature of 65° C, and digest ford 
thirty minutes at this temperature with frequent sbak'l 
ing, filter the warm solution quickly and wash with watra 
of ordinary temperature. Transfer the filter and its coa-^ 
tents to a capside, ignite until the organic matter ia dft- 
stroyed, treat with 10 to 15 cubic centimeters of c 
trated hydrochoric acid, digest over a low flame until the | 
phosphate is dissolved, dilute to 200 cubic centimetera 
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mis, paaa through a dry filter, take an aliquot and deter- 
mine phosphoric acid as under total. 

In case a determination of citrate- insoluble phosphoric 
Acid is required in non- acidulated goods, it is to be made 
hy treating 2 grams of the phosphatic material without 
previous washing with water, precisely in the way above 
deaeribed, except that in case the uubstance contains 
much animal matter (bone, fish, &c.) the residue inaol- 
nblein ammonium citrate is to be digested with KCl and 
KClOn as described below. 

(B) Total phosphoHc aet'd.— Weigh 2 grams into a flask 
or beaker, add 30 cubic centimeters concentrated hydro- 
chloric acid, heat and add cautiously and in small quan- 
tities at a time about 0.5 gram fluely-powdered potassium 
chlorate. Digest at a gentle heat until all phosphates are 
dissolved and all organic matter destroyed, dilute to 200 
cubic centimeters; mix; pass through a dry filter; take 
60 cubic centimeters of Qltiate; neutralize with ammonia; 
for every decigram of PjO, that is present, add 50 cubic 
centimeters of molybdic solution. Digest at about 65" C. 
for one hour filter and wash with ammonium nitrate solu- 
tion. (Test the filtrate by renewed digestion and addition 
of moremolybdicsolution.) Dissolve the precipitate on the 
filter with ammonia and hot water, and wash into a beaker 
to a bulk of not more than 100 cubic centimeters. Nearly 
neutraliiie with hydrochloric acid, cool, and add magneaia 
mixture from a burette; add slowly (one drop per second), 
stirring vigorously. After 15 minutes add 30 cubic cen- 
timeters of ammonia solution of density 0.95. Let stand 
several hours (two hours is usually enough). Filter; 
wash with dilute ammonia; ignite intensely for 10 min- 
utes and weigh. 

(6) Citrate-soluble phosphoric acid. The sum of the 
water-soluble and citrate-ins oluble subtracted from the 
total gives the citrate-soluble. 
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ANALYSIS OF NICKEL SPEISS. 

Digest a weighed portion with strong HCl, at fiO^-TO"] 
Ci, for some time, afterward bringing to a, boil. Evapo-V 
rate to dryness, take up witii HCl + H,0 and filter, 
complete solution may be obtained by digesting the saror-^ 
pie la the above manner with Br and afterward taking 
up with HCl and n,0. (This method of solution in 
Bromine is of great value with many Sulphides, especially 
where the S is to be estimated.) 

Ren. (a) = SiO,. 

Filtia). Heat to 70° C. Pass H^ gas through thaj 
solution J^ hour, and filter, 

Ses. (b) = Sulphides of Cu. As, 8b etc. 

Filt. (6). BoU. Oxidize H,S with KCIO,, and exp4{ 
excess of CI by further boiling. Cool and precipitate 
Fe,Oa as basic acetate. Filter. 

Ses. (c) = Iron, etc. 

FUt.(e). Concentrate to 300 c. c. Cool. Acidify withj 
HCl and add water solution of freshly prepared Fotas 
slum xanthate. Filter, and wiish thoroughly with water^l 

Res. {d) ■— Ni, Co, and Zn as xantbates. 

Filt. (d). Contains Mn if present. 

Wash Ees. (d) on filter with dilute NH^OH. 

Res. (e) = Cobalt xanthate. 

Dissolve this residue in strong HNOj. Evaporate-* 
nearly to dryness, and add more HNOj + H^Oj and 
evaporate again. The solution should be concentrated. 
Add H.CjOi + excess of CjHjO and boil, replacing: the_ 
CgHtU as it evaporates. Filter throtigh sand and wai 
with C,H,0. Wash the sand and Cobalt Oxalate into ^ 
flask and acidify with a few drops of H,SO,. The re4 
color may be neutralized with a solution of Nickel g 
phate, after which titrate the oxalic acid with ft KMnOJ 

Filt. (e). Contains Nickel (and Zinc if present), 

If Zn be present, the solution may be acidified wittt^ 
Citric Acid and treated with H,S gas, when perfectly 1 
cold. If much Zn is present the gas should be passed at J 
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intervals, for five minutes at a time, so as to avoid pre- 
cipitation of Ni. Filter off ZnS and evaporate the filtrate 
to small bulk. 

Evaporate almost to dryness with HNO, (cone), and 
repeat with addition to HgS04. To the concentrated solu- 
tion add Oxalic Acid and further concentrate by boiling. 
Add excess of CgHgO and digest }4 hour, replacing the 
CgHgO. Filter as usual. Wash thoroughly with C,HgO 
and dissolve on filter with KH^OH. Acidify with H.SO^, 
neutralize the green color with solution of Cobalt Sul- 
phate and titrate the HgCgO^ with ffr KMnO*. From 
the amount of HgCaO^ calculate the Nickel. 
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Fusing Mixture. 



2 parts NaHCOs. 2 parts KgCO,. 1 part KNOj. Pul- 
verize very fine, and thoroughly mix, ( or 2 parts anhy- 
drous NaaCOg and one part KNO3). Test the mixtures for 
sulphur, and if present determine the amount. 



Magnesia Mixture. 



No. 1. 



MgClg 101.5 grms. 

NH.Cl 200. " 

NH.OH 400. C.C. 

Water to make one litre. 

^ ^ n S 0.0355 grm. P.O.. 
1 ^- ^-^ I 0.0154 " P. 



No. 2. 

• 

MgSO^ 100. grms. 

NH4CI 200. " 

NH.OH 400. c. c. 

Water ...800. « 

1 c. c. = (about) 0.01 grm. P. 



Stannous CFiloride. 

50 grms. of the crystallized salt, dissolved in 500 c. c. 
of one-half strength HCl. This solution soon deterior- 
ates, hence should not be made up in large quantities. 



Mercuric Chloride. 

A saturated solution ; 60 grms. per litre. 
Fused KHSOi. 

Heat aome of the moist salt in a platinam dish o 
cible to quiet fusion, and pour it on a porcelain slat 
When cold, pulverize and place in a salt mouth bottle. 

Molybdate Solution. 

No.l. 

Take 3 grms. of ammonium molybdate. add 2 c. fl 

NHtOH and triturate in a mortar; then add 20 c. 

water (ahould dieaolve); now pour this solution slowl] 

into BO c. c, of HNO, (1.20 sp. gr.), Iteeping it cold. 

No. a. 

(a) Dissolve 100 grms. of MoOj in a mixture of 300 c. « 
of strong NH,OH and 100 c. c. of water, 

(6) 1250 c. c. of HNO, (1.20 Bp. gr.). Pour a Uttle of (6). 
Into <a), then all of (a) into (61 rapidly. 

These solutions should stand several days before u» 

Acid Solution Ammonium Nitrate. 

Water 1 litre. 

Na,NO, 100 grms. 

HNO, (1.40 sp. gr.) 15 c. e. 

Purified Nitric Acid (1.40 sp. gr.) 

Must be free from nitrous acid. If the bottle contaii 
iog the acid has red fumes, blow air through the act 
nntil the red fumes disappear, and then add 5 per cent.q 
water and place the bottle in a dark, cool place, 

Nitric Acid (1.20 sp. gr.) 

Add an equal volume of water to the 1.40 sp, gr. acil 
It mast be free from HGl and CI. 
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Hydrochloric Acid. 

Must be free from chlorine. If chlorine is present add 
strips of copper, let stand until it will not give a test for 
CI, and then distil. 

Tartaric Acid. 

Tartaric Acid 40 grms. 

Water 200 c. c. 

Solution BaClg 10 c. c. 

Boil the solution, then allow it to stand till the precip- 
itate has completely subsided, and decant off the clear 
liquid for use. 

Purified Asbestos. 

Place a quantity of good, fibrous asbestos in a beaker, 
add some of the CrOs solution, then enough strong H2SO4 
to thoroughly saturate, and heat for some time; pour th^ 
mass into a funnel and wash first with water acidulated 
with H2SO4, then with pure water, until the CrgOg and 
H2SO4 are removed; dry. 

Oxide of Zinc Paste. 

Fill a large sand or clay crucible with commercial 
oxide of zinc, cover and heat in a furnace at a bright red 
heat for some time, cool, and triturate with water to 
form a thin paste. It should not reduce KMnO*. 

Solution of Zinc Sulphate. 

Dissolve 50 grms. of ZnS04 in water and dilute to 100 
c.c; add to this KMnO^ solution until a faint pink color 
is produced; then add some oxide of zinc paste and 
shake thoroughly; allow it to subside, then filter or de- 
cant off the clear solution for use. 

Dry, Granular Calcium Chloride Free From 

Calcium Oxide. 

Take crystallized calcium chloride in a porcelain dish 
and heat very carefully (not above 200° C.) till fused, 

then stir constantly until granulated; now transfer the 

8 
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dish to an air bath and heat at 200° C. till perfectly dry. 
Keep in well stoppered bottles. After filling the U-tubes 
. pass dry COg for one hour, then dry air until the CO 2 has 
been removed. 

Double Chloride of Copper and Ammonium. 

No. 1. 

CuClg, 2H2O 340 grms. 

NH4CI.. 214 " 

Water 1850 c. c. 

When dissolved add enough NH4OH to form a slight 
precipitate, allow this to subside and use only the clear 
solution. 50 c. c. of this solution will dissolve 1 grm. of 
steel or iron. 

No, 2. 

Make a saturated solution of the double chloride of 
copper and ammonium (2NH4CI, CuClg + 2HgO), add to 
it very dilute ammonia till a faint precipitate is produced, 
allow it to stand till the precipitate has subsided, then 
decant or filter off the clear solution. 

Solution of CrOs and H^SO*. 

Take 16 grms. CrOa and dissolve in 100 c. c. of water in 
a porcelain dish, add to this 260 c. c. of strong H2SO4. If 
on stirring, this fails to dissolve the precipitate which is 
first formed, add more H8SO4 till it is dissolved, then 
heat to incipient ebuUiton. When cold it is ready for use. 
It should not be prepared long before-hand. 1 grm. of 
iron will require 30 c. c. of this solution. 90 c. c. will 
oxidize the carbon in 3 grms. of ordinary steel; the 
amount must be increased with the per cent, of carbon. 

Anhydrous Copper Sulphate. 

Take small pieces of pumice stone, soak them in a 
saturated solution of copper sulphate, and then heat them 
in an air bath for several hours at 250° C. Cool and keep 
in well stoppered bottles. 
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Standard Copper Sulphate. 

Dissolve 3.95 grra. of pure CuSO^, SHgO in water, add 
a few drops of H8SO4, and dilute to one litre. 1 c. c. will 
contain 0.001 grm. Cu. 

Standard Potassium Cyanide. 

Dissolve 5 grms. of Potassium Cyanide in 300 c. c. of 
water, and titrate it so that 1 c.c. will be equal to 1 c.c. 
of the copper solution. 

Mode of titrating.— Tsike 5 c. c. of the standard copper 
solution, add NH4OH till the precipitate first formed is 
dissolved and the solution is deep blue (avoid a large ex- 
cess of NH4OH); now run into it (cold) from a burette 
potassium cyanide until the blue color of the copper 
solution has disappeared. When the reaction is complete 
the solution will have a slight yellow tinge. 

The cyanide solution loses strength by standing and 
must be compared often. 

Standard Solution of Zinc Chloride. 

Take 10 grms. Zn, dissolve in HCl, neutralize with 
NH4OH, then add 15 c.c. HCl and 30 grms. NH 4 CI, and 
dilute to one litre. 

Standard Potassium Ferrocyanide. 

Take 43.2 grms. of the salt, dissolve in water and 
dilute to one litre. This should correspond volume for 
volume with the zinc solution; but the solutions should 
always be compared; for this purpose take 10 c.c. of the 
zinc solution, dilute to about 50 c. c, heat nearly to boil- 
ing, add a few drops of Uranium Acetate solution, then 
run in from a burette the Potassium Ferrocyanide solu- 
tion, one-half c.c. at a time, shaking violently after each 
addition, until the precipitate appears flesh colored; or 
place a few drops of Uranium Acetate on a porcelain 
slab and add a drop of the solution with a glass rod, 
from time to time, till it gives a flesh color. While the 
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zinc is in excess the precipitate is flocculent and subsides 
rapidly, but when the zinc is nearly all precipitated, the 
precipitate becomes fine and subsides very slowly, and a 
drop or two will produce the flesh color. 

Potassium Xanthate. 

Dissolve some caustic potash in absolute alcohol, filter 
if necessary, and add to the filtrate a large excess of car- 
bon disulphide; a crystalline mass will soon form, which ' 
is brought on a filter and quickly washed with ether, and 
dried over sulphuric acid and paraffin. When dry, place 
in well corked bottles, and dissolve in water only the re- 
quired amount when need for use, for the solution soon 
deteriorates. 

Zinc Amalgam. 

Place a quantity of granulated zinc in a dish, cover 
with mercury, and add a very dilute solution of sulphuric 
acid, and stir till action ceases; then place in a funnel to 
drain off the excess of mercury. 

Battery Solution. 

For a Bunsen element. For the porous cell use a sat- 
urated solution of KgCrgOT to which has been added one- 
fifth its volume of H2SO4. For the outer cell use a solu- 
tion of 1 part H8SO4. For the outer cell use a solution 
of 1 part H8SO4 and nine parts water. 
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